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INTRODUCTION 


This Application Guide sets forth the principles of 
operation and several representative applications of 
the ADS36A, AD636, and AD637 integrated circuit 
true rms to de converters. The low cost, low power 
consumption and high (laser trimmed) accuracy of 
these integrated circuits make rms computation a 
practical and accessible technique for extracting a 
measure of the power or the standard deviation of a 
waveform. Previously, the high cost and relative 
complexity of using modular, hybrid, or discrete 
component rms converters had tended to make “true 
rms” something of a laboratory curiosity restricted to 
specialized instruments. 


In addition to specific applications, this guide also 
briefly covers the mathematics of rms and offers a 
comparison between various implementations of the 
rms equation, ¢.g., thermal, implicit and explicit 
computation, and the more commonly used “aver- 


age” rectified value non rms detector. We hope that 
this background information will help remove some 
of the mystique of rms computation and assist the de- 
signer in applying the various Analog Devices rms 
converters and rms measurement in general in acrea- 
tive and knowledgeable manner. 


We gratefully acknowledge the support and assist- 
ance of the following people: Ernest Lehtonen and 
the Staff of the Analog Devices Graphic Services Art 
Department for the creative and clear rendering of 
the illustrations used in this guide, Julie Williams for 
typing and proofreading the manuscript, Paul 
Brokaw and Doug Grant for their careful review of 
the text, Don Travers and the ADS Applications 
Group for their many practical suggestions, and fi- 
nally, Rich Frantz and George Adams for their sup- 
portand encouragement during this lengthy project. 
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SECTION! 


RMS-DC CONVERSION — THEORY 


BASIC DEFINITIONS 

Definition of rms 

RMS or Root Mean Square is a fundamental meas- 
urement of the Magnitude of an ac signal. Its defini- 
tion can be both practical and mathematical. Defined 
Practically: the rms value assigned to an ac signal is 
the amount of de required to produce an equivalent 
amount of heat in the same load. For example: an ac 
signal of 1 volt rms will produce the same amount of 
heat in a resistor as a 1 volt de signal. Defined 
Mathematically: the rms value of a voltage is defined 
as: 


Exms= WV AVG. (V*) 


(The above is a simplified formula-equivalent to the 
standard deviation of a zero average statistical sig- 
nal.) This involves squaring the signal, taking the av- 
erage, and obtaining the square root. The averaging 
time must be sufficiently long to allow filtering at the 
lowest frequencies of operation desired. 


Definition of Crest Factor 

The crest factor of a waveform is a ratio of its peak 
value to its rms value. Signals such as amplitude sym- 
metrical squarewaves or dc levels have a crest factor 
of one. Other waveforms, more complex in nature, 
have higher crest factors, (see Table I), 


RECTIFIER OR MAD (MEAN ABSOLUTE 
DEVIATION) 

METHOD OF AC MEASUREMENT (SEE 
FIGURE 1) 

The most common method of measuring the mag- 
nitude of an ac signal is the precision rectifier ap- 
proach which is actually a measure of the mean abso- 
lute deviation (MAD) or “ac AVERAGE” of a waveform. 
The gain or scale factor of the system is usually cali- 
brated to the ratio of rms to MAD for sinewaves. 
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Figure 1. A Precision (MAD) Rectifier 
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Table |. RMS, MAD and Crest Factor Chart 


This works fine as long as the input waveform is 
an undistored sinewave; for any other waveform, 
the ratio of rms/MAD changes, and serious errors 
develop, 


For these reasons, the precision rectifier method pro- 
vides only a relative measure of the amplitude of non- 
sinusoidal waveforms, 


For a graphic comparison of the performance of an 
MAD rectifier vs. a true rms converter over varying 
duty cycles see Figure 10 in Section II of this guide. 


METHODS OF TRUE RMS-DC 
CONVERSION 

Thermal rms-de Conversion 

Thermal conversion is the simplest method in 
theory; yet, in practice, itis the most difficult and ex- 
pensive to implement. This method involves com- 
paring the heating value of an unknown ac signal to 
the heating value of a known calibrated de reference 
voltage. When the calibrated voltage reference is ad- 
justed to null the temperature difference between the 
reference resistor (R2) and the signal resistor (R;), 
the power dissipated in these two matched resistors 
will be equal. Therefore, by the basic definition of 
rms, the value of the de reference voltage will equal 
the rms value of the unknown signal voltage. 


Each thermal unit contains a stable, low-TC resistor 
(Rj, R2) which is in thermal contact with a linear 
temperature to voltage converter, S), S2. (For exam- 
ple, a thermocouple.) The output voltage of $; (S2) 
varies in proportion to the mean square of Vy. (The 
first order temperature/voltage ratio will vary as K 
Vin/Ri.) 
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Figure 2. A Thermal rms to de Converter 
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The circuit of Figure 2 typically has very low error 
(approximately 0.1%) as well as wide bandwidth. 
However, the fixed time constant of the thermal unit 
(R, S;, R2 S2) limits the low frequency effectiveness 
of this rms computational scheme. 


ae 


In addition to the basic types discussed, there are also 
variable gain thermal converters available which can 
overcome the dynamic range limitations of fixed gain 
converters at the expense of increased complexity 
and cost. 


Various Computing Methods of rms-de 
Converters 

Direct or Explicit Computation 

The most obvious method of computing rms value is 
to perform the functions of squaring, averaging, and 
square rooting in a straight-forward manner using 
multipliers and operational amplifiers. The direct or 
explicit method of computation (Figure 3) has a lim- 
ited dynamic range because the stages following the 
squarer must try to deal with a signal that varies enor- 
mously in amplitude. For example, an input signal 
that varies over a 100 to 1 dynamic range (10mV to 
1V) would have a dynamic range of 10,000 to 1 at the 
output of the squarer (squarer output = ImV to 10 
volts). These practical limitations restrict this 
method to inputs which have a maximum of approxi- 
mately 10;1 dynamic range, System error can be as 
little as + 0.1% of full scale using a high quality mul- 
tiplier and square rooter. Excellent bandwidth and 
high speed accuracy can also be achieved using this 
method, 7 
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Figure 3. The Explicit Computation Method 


Indirect or Implicit Computation 

A generally better computing scheme uses feedback 
to perform the square root function implicitly or in- 
directly at the input of the circuit as shown in Figure 
4, Divided by the average of the output, the average 
signal levels now vary linearly (instead of as the 
square) with the rms level of the input. This consider- 
ably increases the dynamic range of the implicit cir- 
cuit, as compared to explicit rms circuits. 


Some advantages of implicit rms computation over 
other methods are fewer components, greater dy- 
namic range, and generally lower cost. A disadvan- 
tage of this method is that it generally has less 
bandwidth than either thermal or explicit computa- 
tion. An implicit computing scheme may use direct 
multiplication and division (by multipliers), or it 
may use any of several log-antilog circuit techniques. 
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Figure 4. The Implicit Computation Method 


MONOLITHIC RMS TO DC CONVERTERS — 
PRINCIPLES OF OPERATION 

ADS536A — Wide Range rms Converter 

The ADS536A uses an implicit method of rms compu- 
tation employing an absolute value V/I converter, a 
squarer divider, low pass filter, precision current 
mirror, and an output buffer (see Figures 5 and 32). 
It features a 10 volt full scale input range. 
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Figure 5. AD536A/AD636 Block Diagram 


The voltage input to the AD536A is first processed 
by an absolute value circuit (a precision rectifier) 
which has a single polarity output. This output 
drives a voltage to current converter (an operational 
amplifier) whose.current output, Iyj, is the rectified 
input signal. 


Current Ijy drives. squarer/divider, which performs 
both the squaring and square rooting functions in 
‘one stage by utilizing feedback from the current mir- 
ror. The feedback current, I, is divided into the 
squared input current, Ijy’, using log-antilog cir- 
cuits. Since dB or decibels are a function of the log 
of a signal, a dB output for the AD536A is derived 
from this squarer/divider stage. The output from this 
stage, Iny*/Is, is averaged by a low pass filter consist- 
ing of an internal resistor and an externally-con- 
nected filter capacitor. This filtered signal drives the 
current mirror which provides the feedback current, 
Ip, and the output current, 21):. The output current 
is set at twice the feedback current to develop the de- 
sired output voltage for the device using its internal 
25kQ resistor, Ry. The Iour pin of the ADS36A 
gives a current output of 400),A per volt of rms input 


-3- 


signal, Grounding the Ry_ pin gives a voltage output 
of 1 volt de per volt rms input. The unity gain buffer 
amplifier may be used to provide a low impedance 
voltage output for either the Ioy or dB output 
function. 


AD636 — Low Power/Low Level Operation rms 
Converter 

The AD636 low-power rms converter is very similar 
to the standard AD536A, however, it is optimized 
for low level, low power operation in portable instru- 
ments; it features a 200mV full scale input range. 


AD637 —High Performance rms Converter 

The AD637 has higher accuracy (than the AD5S36A), 
an extended frequency response, and a —3dB 
bandwidth as high as 8MHz (see Table 2). This con- 
verter (Figure 6) uses an inverting low pass filter 
stage to provide a buffered voltage output whose av- 
eraging time constant is independent of input signal 
level (unlike the ADS36A and AD636). 
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Figure 6. AD637 Filter/Averaging Diagram 


In addition to improved overall performance, the 
AD637 contains two unique features: a denominator 
input provision which allows this rms converter to 
operate as a squarer, mean squarer, root sum of 
squares (vector sum) and also facilitates low fre- 
quency (10Hz) measurement. A second feature, an 
optional chip select provision, allows the user to 
power-down the rms converter to conserve power 
when it is not being used (as in portable meters on 
de ranges). The chip select is normally on and must 
be pulled /ow to a TTL input level of 0.8 volts or less 
to put the rms converter in the stand-by state reduc- 
ing its power consumption by 7 to 1. For normal op- 
eration without the chip select provision, this pin 
should be left floating. The output (pin 9) goes to a 
high impedance state when the chip select is low. 
This analog “three state” operation permits the out- 
puts of several AD637s to be connected in parallel 
and allows the desired channel to be selected by pul- 
ling its chip select high, thus creating an active multi- 
plexer. Like its predecessors, the AD637 full wave 
rectifies the input signal voltage using an absolute 


value circuit. As shown in Figure 7, the next section 
of the converter takes the log of this de signal and 
doubles it, performing a squaring operation. The 
squared output of this section then passes on to a di- 
vider stage where the log of the rms output Vour is 
subtracted from the log of the squared input signal. 
An exponential section then takes the antilog leav- 
ing: Vin/Vour- 

This is applied to the final section of the rms conver- 
ter, a filter stage which takes the average of this proc- 
cessed signal leaving: Viy?/Vour- 


And since at the output: 


Vin? 
Vie fence 
oer” Vout 
then: 
Vour = V Vin? 


(Vourr times both sides of the equation) 


This is, by definition, the rms value of the input 
voltage. 


ABSOLUTE 
VALUE 
(FULLWAVE 
RECTIFIER) 


Some additional comments: 


The denominator input is normally connected to the 
Vour pin, as shown by the dotted lines in Figure 7, 
to perform the Vix?/Vour function. However, if the 
denominator input, which controls the scale factor, 
is connected to a fixed dc voltage, V;-y7, the output 
will be: V;,2/Vexr- This is equal to the mean square 
of the input divided (or multiplied if — Vpyy is used) 
bya fixed scale factor. 

The filter stage of the AD637 consists of an opera- 
tional amplifier/integrator whose averaging time 
constant is set by its internal on-chip 25k? feedback 
resistor and an external averaging capacitor, Cay. 
The RCay time constant should be chosen to be 
longer than the period of the lowest frequency being 
measured, yet short enough to allow tolerable set- 
ting time. Since the filter stage output impedance is 
low, further output buffering is not necessary. The 
on-chip buffer amplifier is normally needed only in 
applications where an active filter is required to 
further reduce the output ripple (see Filters and Av- 
eraging section.) 


Figure 7. AD637 Block Diagram 


SECTION II 


RMS-DC CONVERISON — BASIC DESIGN 
CONSIDERATIONS 


ACCURACY OF RMS-DC CONVERTERS 

An ideal rms converter would provide a “de” output 
voltage exactly equal to the rms value of its input 
voltage, regardless of the amplitude, frequency, or 
wave shape of the input waveform. Of course a prac- 
tical rms converter does have some errors. In the fol- 
lowing sections, we will discuss these errors and their 
overall effect on rms converter performance. 


First, we will discuss the low frequency or “static” 
errors. Next, we will review the affects of bandwidth 
onaccuracy. Then, we will present in some detail the 
affect of the converter’s averaging time constant. Fi- 
nally, we will discuss the affect of wave shape, e.g., 
pulses, noise, SCR controlled sinewaves, on the rms 
converter’s accuracy. 


“Static” Errors — rms-de Converter Static Errors 
and Their Effect on Overall “Accuracy” 

Static errors are those offsets and scale factor er- 
rors which apply to “de” or moderate frequency 
(=1kHz) sinewave input signals. Under these condi- 
tions, the finite bandwidth of the converter (and the 
effective averaging time) can be made negligible 


compared to the input, output, offset, and scale fac- 
tor errors. RMS can be interpreted here as the square 
root of the low pass filtered (or averaged) square of 
the input signal voltage. 


An rms to de converter’s overall “static” error is 
specified in percent of reading plus a constant. As 
shown by Table 2, the AD637J is specified at 1.0mV 
+0.5% of reading. This should be interpreted to 
mean that at any point within the AD637J’s OV to 7V 
rms input dynamic range, the converter’s output 
voltage will differ (at most) from the precise value of 
the rms input by ImV plus 0.5% of the correct rms 
level. Note that this is less absolute error than the 
ADS36AJ rms converter. To illustrate this point, 
consider a sinewave input of 1.00V rms at 1kHz ap- 
plied to the input of an AD637J. The actual AD637 
output voltage will be within: +(1.0mV + 0.5% x 
1.0V) = +(ImV + SmV). This equals 6mV from 
the ideal output of 1.0V or between 0.994 volts and 
1.006 volts dc. This error performance is sum- 
marized in the graph of Figure 8 which shows error 
versus input level in the AD637K and ADS36J rms- 
deconverters. 


Error atCrest 
Factor of 13% @ Vrms = 0.5% @ 200mV rms 


Power Supply 
Volts 
Current 


Table 2. Condensed rms Converter Specfications Table 
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These static errors can be classified into the standard 
categories of offset, voltage, scale factor (gain) error, 
and nonlinearity errors. 


ERROR IN mV 


Figure 8. Maximum Error vs. Input Level 
AD637K and AD536AJ rms Converters 


Every practical rms converter will have an input/out- 
put transfer characteristic that deviates from the 
ideal. The detailed error explanation given by Fig- 
ures 9a and 9b illustrate the major classes of errors 
which are commonly encountered. At low levels, the 
rms converter’s input offset voltages can flatten the 
point of the ideal absolute value transfer and shift it 
up (or more positive) from the zero output voltage 
level with zero input voltage applied (see Appendix 
A). The practical effects of these offset errors deter- 
mine both the resolution and accuracy of the conver- 
ter for low level input signals. 


For the ICs discussed in this guide, the combined 
total of offset errors is typically less than ImV (refer 
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Figure 9. Static Errors in rms to de 
Converters 


to the data sheets for maximum specs). At higher 
input levels, those in the order of few hundred mil- 
livolts, scale factor and linearity errors may dominate 
offset errors. A scale factor error is defined as the dif- 
ference between the average slope of the actual input/ 
output transfer and the ideal | to | transfer, i.e., if 
a 100mV rms change in input voltage produces a 
99mV change in output level, then the scale factor 
erroris — 1%, 


In addition to the single polarity example just given, 
there can be a different scale factor for both negative 
and positive input voltages. The difference in these 
scale factors, termed the “de reversal” error, is 
shown in Figure 9c. When testing this parameter, a 
de voltage is applied to the converter’s input, say 
+2V, and then the polarity of the input voltage is re- 
versed (to —2V); the difference in the two readings 
will equal the dc reversal error. That is: 


de reversal error = 

(Your + 2VINPUT) — (Vour — 2VINPUT) 
2VOLTS 

x 100% 


The last remaining “static error” term is nonlinear- 
ity. As its name implies, it is the curved portion of 
the inpuvoutput transfer characteristic; this is 
shown in an exaggerated form in Figure 9c. This 
error is due to nonideal behavior in the rms comput- 
ing section and cannot be reduced by trimming offset or 
scale factor. Therefore, nonlinearity sets a limit on 
the ultimate best-case accuracy of the rms converter. 
The nonlinearity of the AD637 is typically ImV 
(0.05%) over a 2V full scale rms range; for the 


CREST FACTOR, (VyvVona) 


Figure 10. Error vs. Duty Cycle AD637 rms 
Converter and MAD ac Detector 


ADS36A the nonlinearity equals SmV or less. The 
AD636 typically has less than ImV nonlinearity over 
its 0 to 200mV specified input range. 


As shown by Figure 10, the errors of true rms to de 
converters, although varied, are considerably lower 
than those errors found in precision “MAD” rec- 
tifiers when the duty cycle of the input waveform is 
varied. 


Bandwidth Considerations 

So far, we have focused on errors for response to de 
inputs, yet in practice ac inputs are of the most inter- 
est to users of rms converters. 


For the case of 1kHz sinewave inputs, there is neglig- 
ible difference between readings at this frequency 


Figure 11. AD536A High Frequency 
Response 


and performance with de voltages applied, i.e., the 
1kHz performance is very close to that of the static 
error performance with dc inputs so that de measure- 
ments provide a convenient means of determining er- 
rors at ~1kHz input frequencies. At higher input 
frequencies, however, the bandwidth characteristics 
of the rms converter become most important. As 
shown by Figures 11, 12, and 13, ac bandwidth 
drops off as the input level is reduced; this is primar- 
ily due to gain bandwidth limitations in the absolute 
value circuits. The AD637 and AD636 both achieve 
greater bandwidths on low level signals than the 
ADS536A. The AD637 maintains this advantage at 
levels of one volt and above; while the AD636 is lim- 
ited to 200mV full scale (its low level bandwidth is 
greater than the ADS36A and it does have overrange 
operation to one volt with some degradation of 
accuracy.) 


oe 


Figure 12. AD636 High Frequency Response 


To achieve the maximum bandwidth for a particular 
application, the input signal of the system or instru- 
ment being used should be amplified (or attenuated) 
so that the maximum rms signal level corresponds to 
the rms converters full scale input level. The 
ADS36A and The AD637 can be used at up to7 volts 
full scale, however, a 2 volt full scale range allows for 
more headroom on peak inputs (high crest factor sig- 
nals). These are usually limited by the clipping level 
of the input preamplifier to + 12 volts, The AD536A 
and AD637 will not clip with up to + 20 volt signals. 
Nevertheless, a 7 volt rms input signal with a crest 
factor of only 3 will have a 21 volt peak input level- 
overloading these devices! Therefore, caution should 
always be used when designing rms measuring sys- 
tems which must deal with complex waveform 
amplitudes above 1 volt rms. 


Figure 13. AD637 High Frequency Response 


FILTERS AND AVERAGING 


INTRODUCTION 

RMS converters are capable of accurately measuring 
the rms value of both the dc and the ac components 
of an input signal. Unfortunately, as with all real 
(nontheoretical) measuring devices, inaccuracy 
needs some qualification or detailed explanation. It 
is, therefore, useful to understand the sources of 
these errors to optimize an rms converter’s perform- 
ance for a particular application, and as with all real 
systems, some design trade-offs are necessary. 


AVERAGING AND FILTERING TIME 

CONSTANTS 

There are two major design decisions required: 

1) Choosing the averaging time constant 

2) Choosing the post filtering time constant 
‘The averaging time constant Y ; will equal; 


thy SECONDS = 9.925 SECONDS x Cay 
fora lwFCay 7 will equal: 


0.025 SECONDS 
uF 


= 0.025 SECONDS OR 25ms 
Since the averaging time is the time in which the rms 
converter “holds” the input signal during computa- 
tion, it directly effects the accuracy of the rms 
measurement. 


x LOyF 


DCERROR AND OUTPUT RIPPLE 

Figure 14 shows the typical output waveform of an 
rms converter with a sinewave input applied. In real- 
ity, the ideal value (Vour = Vin) is never actually 
achieved; instead, the output contains both a de and 
an ac error component. 


For an rms converter with negligible offset, scale fac- 
tor, and linearity errors: the dc error component is 


fo 


Figure 14. Typical Output Waveform for 
Sinusoidal Input 


the difference in de volts between the average of the 
output signal (average E, line of Figure 14) and the 
ideal output (ideal E,,). Mathematically, this equals: 


1 
DCERROR = oot 
(IN%OFREADING) 9-16 + (6.477F°) 


SECONDS 


where 7, = 0.025 aF * Cay 


F = Input frequency in Hz 

The ac component of output error is present in the 
form of an output ripple whose frequency is double 
that of the input signal (for symmetrical waveforms). 
The peak value of the output ripple equals: 


50 


PEAKRIPPLE Cyy ONLY = = 
1+ (407, F) 


(IN % OF READING) 


As a practical example, using the circuits of Figures 
1Sand 16: 
An input frequency of 60Hz and 1.F Caywill 
giveadcerrorof. . . 


— —— = 0.0687 
0.16 + (6.4 x (0.025)? x (60)") ote 


The peak output ripple for these same conditions will 
equal... 
= 5.241% 
V+ (40 x (0.025% x0) 
The ac error or ripple may be easily removed at the 
output of the converter by a simple low pass filter 
(see Figures 22 and 23). But, in contrast,the de error 
is set by the averaging time constant alone and cannot 
be reduced by post filtering. This becomes apparent 


Figure 15. AD536A/AD636 Standard rms 
Connection 


by noticing that even a perfectly averaged output that 
might be achieved by using a very large output filter 
(the average E, line of Figure 14) still never ap- 
proaches the ideal value. 


Figure 16. AD637 Standard rms Connection 


Keep in mind that the de error will be less than 0.2% 
of reading for sinewave inputs with frequencies 
greater than 1/r (for example =40Hz for + = 25ms) 
and that the error varies as 1/F?. 


In practical terms, this means that as the input fre- 
quency doubles, the de ERROR reduces to 1/4 of its 
original value and rapidly becomes insignificant as 
the input frequency is raised further. 


Since there are two components of averaging error, 
(de error and ripple) at the converter’s output, the 
exact nature of the devices following it become im- 
portant. For example, some applications are entirely 


or predominantly insensitive to output ripple: analog 
meter movements, and meters which have hardware 
or software averaging carried out within them are 
good examples. For such cases, only the MAG- 
NITUDE of the dc error is important. 


For other devices, such as digital meters without in- 
ternal averaging, the dc and ac components both add 
to the uncertainty of the measurement with the 
maximum uncertainty or “averaging error”, equal to 
the peak value of the output ripple plus the de error. 


THE STANDARD RMS CONNECTION 

Figure 17 gives practical values of Cay for various 
values of averaging error over frequency for the stan- 
dard rms connections (no post filtering) of Figures 15 
and 16. The standard rms connection has the advan- 
tage of requiring only one external component. 


DESIGN CONSIDERATIONS - ERROR 
VERSUS RIPPLE 

As previously stated, if the devices following the con- 
verter are ripple sensitive, the ripple must be re- 
duced, optimumly at least below the level of the de 
error. 


A comparison of the left-hand bar to that of the dot- 
ted line of Figure 18 shows that the error due to the 
output ripple using a Cay only is considerably larger 
than that due to the de error. For example, the peak 
ripple at 50Hz is sixty-three times the level of the de 
error when no post filter is used, i.e., 6.3% ripple 
versus 0.1% de error (both specified in % of reading). 


VALUES FORCa, AND 
‘SETTLING TIME. 
FOR STATED % OF READING 

AVERAGING ERROR® 
ACCURACY = 20% DUETO 
‘TOLERANCE 


FOR 1% SETTLING TIME IN SECONDS 
‘MULTIPLY READING BY 0.115 


Figure 17. Error/Settling Time Graph for 
Use with the Standard rms Connection 


Figure 18. Comparison of the Level of dc 
Error to that of the Ripple Amplitude — 
AD536A/AD637 (for AD636 Multiply Values 
of C2 & C3 by 2.5) 


This graph dramatically shows the effectiveness of a 
post filter in reducing overall averaging error. Note: 
when using Cay alone, the output ripple constitutes 
over 99% of the total averaging error; for the one pole 
filter case using C) equal to 3.3 times Cay, the ratio 
is close to 50/S0, and for a 2 pole filter with C2 and 
C; equal to 2.2 times Cay, the de error is the main 
source of error contributing to approximately 95% of 
the averaging error. 


The addition of a single capacitor to the output of the 
rms converter (see Figures 22 and 23), in this case 
with a value of 3.34F, will reduce the output ripple 
to 0.12%-almost fifty-three times. A two pole filter, 
shown by the right hand bar of Figure 18, reduces 
the ripple (and overall averaging error) still further. 
Of course, the 50Hz ripple could be reduced to the 
0.1% level by increasing Cay fifty-three times— to 
53y.F. Unfortunately, this not only gives values of 
Cay that may be physically too large, but it creates 
another problem-excessively long averaging and set- 
tling time constants. (See the following section for an 
explanation of settling time.) 


FILTERING VERSUS SETTLING TIME 
Settling time is defined as the time required for an 
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rms converter to settle to within a given percent of 
the change in rms level. The relationship between 
the value of Cay and output settling time is set by the 
averaging time constant and varies 2 to 1 between in- 
creasing and decreasing input signals. Increasing 
input signals require 2.3 time constants to settle or: 


SECONDS 
pF 


to within 1% of the change in rms level. Decreasing 
signals require 4.6 time constants: 


SECONDS 
BF 


ts = 2.3 x (0.025 * Cay) 


ts = 4.6 x (0.025 X Cay) 


to within 1% of the change in rms level. 


This translates into 57.5ms per .F Cay for increas- 
ing signals and 115ms per 1F for decreasing signals. 
For most applications, the 115ms per »F figure 
should be used, therefore providing the worst case 
settling time. 

Note: The formulas, graphs, and computer pro- 
grams in this application guide all establish the worst 
case (or decreasing amplitude) settling times. 


Settling Time versus Input Level-AD536A and 
AD636 Only 

In addition to the 2:1 difference in settling time for 
increasing and decreasing signals, the AD536A/ 
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Figure 19. AD536A Settling Time vs. Input 
Level 


nee 
wo 
serra 
Time ecarive 75 
To: 
Tiwear Pr 
25 
1 
° 
tev Tonv 7 w 
smu INPUT LEVEL 


Figure 20. AD636 Settling Time vs. Input 
Level 


VALUES OF Cay and C, AND 1% SETTLING 
FOR STATED % OF READING AVERAGING 
FOR 1 POLEPOST FILTER 


FOR 1% SETTLING TIME IN SECONDS 
"MULTIPLY READING BY 0.400 


Figure 21. Error/Settling Time Graph for 
Use with 1 Pole Output Filter Connection 


AD636 settling time will also vary with input signal 
level, increasing as the input level is reduced, as 
shown in Figures 19 and 20. 


Note: The AD637 settling time is constant with 
input signal level, dependent only on the amount of 
Cay. 

Using A One Pole Output Filter to Reduce Ripple 
and Overall Settling Time 

For the 53F Cay example, the time required for the 
output to settle to within 1% (of the change in rms 
level) would equal 5.3 seconds! For most applica- 
tions, its far better to pick a value of Cay just large 
enough to give the desired maximum de error at the 
lowest frequency of interest and use post filtering to 
remove the excess ripple. For the one pole post filter 
the best overall compromise between averaging error 
and settling time occurs with the value of C2 equal 
to 3.3 times the value of Cay. (Figure 21 gives recom- 
mended capacitance values using these ratios.) Set- 
tling time does increase with the addition of this extra 
capacitor, but the increase is much less than if ripple 
had been reduced using Cay alone. For a one pole 
output filter, the total worst case settling time will 
equal the root sum squares of the averaging and fil- 
tering time constants. 


ts = V(4.67,)' + (4.672) 
where 


"= 


0,025 SECOND x Cay 


=e 


x= 0.025 SECOND x ¢, 


im 


For example: Using the circuits of Figures 22 and 23, 
a 1pF Cay and a 3.3F C; will give a total settling 
timeof .. . 


ts = V(0.115)’ + (0.3795)’ = 0.39655 seconds 


or 396.5ms 
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Figure 22. AD536A/AD636 with a 1 Pole 
Output Filter 


The total 1% settling time for this example is only 
one thirteenth of that required for a 53.F Cay using 
the standard rms connection, yet the one pole filter 
provides the same reduction in output ripple. 


Figure 23. AD637 with a 1 Pole Output Filter 


The formula for computing output ripple using the 
one pole filter circuits of Figures 22 and 23 is: 


; 50 1 
%ripple=  ——————.. —— 
Vi +4072 V1+ aPC? 
where 1,= 0.025 SEC Gay 
SEC 


m= 0.0257 x Cp 
F = Inputsignal frequency 


Note: For automatic computation of error, ripple, 
and settling time using the Apple II Computer, see 
Appendix C. 


Settling Time Approximations When Using a Post 
Filter ‘ 

Referring to the one pole filter example: notice that 
when the rms converter is followed by a post filter, 


Basic Formulas 


Settling Time 
toWithin Stated 


%of Newrms Level 


1% 2.07 (4.67) 
0.1% 3.17 (6.92) 
0.01% 4.25 (9.20) 


(Settling Times 
forLinear RC Filter 


in this case with a recommended time constant 3.3 
times that of the averaging section, the post filter 
dominates the overall settling time of the circuit. 
This effect also takes place when using a two pole 
output filter in which each section has a time con- 
stant 2.2 times (or more) that of the averaging sec- 
tion. Therefore, when using a post filter, the total 
settling time may be approximated to within 5% 
error by determining the post filter settling time 
alone. 


For a one pole filter case using a 14F Cay and a 
3.3u4.F Co, ts of the output filter will equal: 0.025 
SECONDS/pF times 3.3.F times 4.6 time con- 
stants = 397.5ms. Note how close 397.5ms is to the 
exact figure of 396.5ms which was previously calcu- 
lated by finding the square root of the sum of 
squares! 


Table 3 shows the basic formulas which determine 
the required settling time constants for the rms sec- 
tion to settle to within various percentages of the new 
rms level when undergoing a step change in input 
level. The values in brackets are those of a linear RC 
filter. As shown by the table, there is a consistent two 
to one difference in settling time between increasing 
and decreasing signals in the averaging section of the 
rms converter. 


THE TWO POLE OUTPUT FILTER 

Referring again to Figure 18, a further reduction in 
output ripple and, therefore, overall averaging error 
may be achieved by using one of the two pole sallen- 
key filters shown in Figures 24 and 25. The resistor 
and capacitor ratios in these filters were chosen to 
provide a Butterworth or flat amplitude versus fre- 
quency response. 


Figure 18 shows that with the two pole output filter, 


4.67 (4.62) 
6.9: (6.92) 
9.25 (9.25) 


Table 3. Number of RC Time Constants (z) Required for 
AD536A, AD636, AD637 rms Converters to Settle to Within 


Stated % of Final Value 
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‘VALUE 
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Figure 24. AD536A/AD636 with a 2 Pole 
Output Filter 


the predominant component of averaging error is the 
de error, in fact, in this case, the de error is twenty 
times greater. The % ripple output of the two-pole 
sallen-key filter will equal the ripple input to the fil- 
ter (from the rms converter output) times the trans- 
fer function of the sallen-key filter. 


50 


ey x 
VI + 407 


% ripple = 


SECONDS 
SEPONDS x Cay 
SECONDS 

uF xC, 


where: 7, = 0.025 
where: 7, = 0.025 
C, = C3 
F = Input signal frequency in Hz 


For automatic computation of de error, ripple, av- 
eraging error, and settling time using the Apple II 
Computer, See Appendix C. As with the other rms 
connections, averaging error may be determined via 
the computer program, by using the formulas di- 
rectly, or in this case, by referring to Figure 26. 


The exact 1% settling time (worst case) for the two 
pole post filter circuit equals the root sum squares of 


FOR 1% SETTLING TIME IN SECONDS 
MULTIPLY READING BY 0.365 


INPUT FREQUENCY ~ He 


Figure 26. Error/Settling Graph for Use with 


2 Pole Output Filter 


-13- 


the settling time due to Cay plus the settling times 
ofeach pole of the filter. Thatis: 


ts two pole output filter = 


V (4.671? + (4.612) + (4.673)? 


where: 1) = 0,025 SEFONDS x Cay 
where: 7, = 0.02595 SECOND x 
where: 15 = 0. ru SHOONDS xG 


Note: As with the one pole filter, the circuit settling 
ene may be very closely approximated (to within 

5%) by calculating the settling time of the post filter 
alone. For a two pole filter, this equals 1.4 times the 
time constant of either section times 4.6 time con- 
stants (for C, = C3). Using a 1j.F Cay-2.2uF C2, C3 
example, the approximate circuit settling time to 1% 
will equal 1,4 x 0,025 SECOND/pF x 2.2nF 
%.4.6 = 354,2ms, 


DETERMINING THE COMBINED ERROR OF 
‘THE RMS MEASURING SYSTEM 

The total worst case error of an rms circuit will be the 
sum of all its individual errors. To closely approxi- 
mate this combined error, first decide on whether or 
not an output filter is needed: then select an appro- 
priate value of Cay (and C; and C; if they are used). 
Go to the appropriate graph and find the averaging 
error at the lowest frequency of interest. Add this to 
the “total error internal (or external for an externally 
trimmed circuit) trim” spec. The combined error is 
then the maximum worst case error the system will 
produce, even though in most cases performance will 
be better, (In particular, performance will always im- 
prove as the input frequency increases.) 


Note: If all of this sounds confusing, try this cook- 
book approach: 


Select the “J” grade part, take its “total error” spec, 
and add 1% to it. If this gives too great a combined 
error, go to the “K” grade part or provide for exter- 
nal trimming and use that improved spec. Go to the 
one pole post filter graph and find the lowest fre- 
quency of interest. Then find the value of Cay from 
where the 1% averaging error line intersects with the 
frequency line. (If settling time is not a problem, use 
the 0.1% averaging error lines on the charts.) 

Once the value of Cay is known, C; is found by mul- 
tiplying the value of Cay by: 3.3 for the AD637 and 
AD536A, or 8.25 for the AD636. Total settling time 
for the system is the point on the right hand vertical 
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axis directly across from the Cay, C2 scale, If settling 
time is found to be too great, it may be reduced (ap- 
proximately 30%) by using a wo pole post filter. For 
this case, use the two pole filter graph, find the new 
values for Cay, Cp, and C3 and the corresponding set- 
tling time for the circuit. 


USING THE INTERNAL BUFFER AMPLI- 
FIER TO ISOLATE THE FILTERING 
CIRCUIT 

The primary use of the ADS36A/AD636 internal 
buffer amplifier is as an output buffer in its standard 
output configuration. The obvious advantage of 
using an output buffer is to isolate the filtering circuit 
(capacitor C2 and internal load resistor R,.), from ex- 
ternal loads being driven by the rms converter (see 
Figure 24). Unless these loads are very high imped- 
ance, they will adversely effect both the scale factor 
accuracy and the filtering performance of the rms 
converter. The 10°Q buffer input impedance allows 
the output filter to operate independent of any exter- 
nal loading effects. 


Note: Since the AD637 has a low impedance output, 
its internal buffer amplifier may not be required. For 
design considerations concerning the use of either 
the ADS36A or AD636 with its internal buffer am- 
plifier serving as an input buffer, see Appendix B. 


THE EFFECTS OF THE SYMMETRY, DC 
OFFSET, AND DUTY CYCLE OF INPUT 
WAVEFORMS ON THE REQUIRED VALUE 
OF Cay 

‘The selection of averaging capacitor value given in 
the previous sections was based on the input signals 
being symmetrical (sine, triangle, or square) 
waveforms. If asymmetrical waveforms or low duty 
cycle pulse trains are applied to the input of an rms, 
converter, the total averaging time (and, therefore, 
the value of Cay) required will increase. 


‘The reason for this increase becomes apparent by re- 
ferring again to Figure 32. As shown by the figure, 
the averaging takes place at the Cay terminal, a point 
in the circuit after the absolute value circuit. The ab- 
solute value circuit full wave rectifies the input sig- 
nals-effectively doubling that frequency provided 
that the input waveform is symmetrical. It is, there- 
fore, important to consider the input waveform as it 
appears after full wave rectification when deciding 
on the value of Cay. Table 4 illustrates this point and 
gives averaging time constant ratios for various types 
of input waveforms. In addition, practical compo- 
nent values for 60Hz input signals are also specified. 


‘VALUES ARE SPECIFIED FOR ADS36A AND AD637, FOR ADS26 MULTIPLY C2 VALUES BY25. 


Table 4. A“Cookbook” Capacitor Selection 


Chart for Various Input Waveforms 


Note: For frequencies other than 60Hz, capacitance 
values may simply be ratioed (i.c., 30Hz = 2 x 
60Hz values, 120Hz = 1/2 60Hz values) or calcu- 
lated using the new R x Cay averaging time 
constants. 


Table 5 gives practical component values for SCR 
type input waveforms with frequencies of 50Hz and 
60Hz. 


ERROR VERSUS CREST FACTOR 
ADS36A 
Figure 27 provides % reading error for the ADS36A 
for a 1 volt rms input signal with crest factors from 


a= DUTY CveLE = 228H oy 20 

crea 
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Seow Abe 


[oor og 
* 


Toons ADS. ADSI? 
oops ADE3E 


1 to 10 (1 volt peak amplitude). A rectangular pulse 
train (pulse width 100ps) was used for this test since 
it is the worst-case waveform for rms measurement 
(all the energy is contained in the peaks). The duty 
cycle and peak amplitude were varied to produce the 
various crest factors while maintaining a constant 1 
volt rms input amplitude. 


\VALUES GIVEN FOR 1 POLE POST FILTER CONNECTION ADS36A, AD637 FOR ADE36 MULTIPLY C; VALUE BY 2.5 


Table 5. Capacitor Selection Chart for SCR 
Input Waveforms for a Maximum of 1% 
Worst-Case Averaging Error 
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Figure 27. AD536A Error vs. Crest Factor 
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AD636 

Figure 28 shows the error versus crest factor for the 
AD636 rms converter with a 200mV rms input signal 
applied, Crest factor range for the AD636 is from 1 
to 7 (1.4 volts peak amplitude). The pulse width in 
this case was 200s. 


408 
ol 
INCREASE 
IW ERROR ~ 
Sot Reading 
05) 
a 
ier aie! Say ae I | 7 
CREST FACTOR 


Figure 28. AD636 Error vs. Crest Factor 


AD637 

As displayed by Figure 29, the error versus crest fac- 
tor of the AD637 will vary within the shaded portion 
of the graph. This variation is due to component to- 
lerances in each chips internal compensation net- 
work, Fortunately, the overall variation is quite 
small, 


Figure 29. AD637 Error vs. Crest Factor 


SINGLE SUPPLY OPERATION 
ADS36A. 
Rather than using symmetrical power supplies to op- 
erate the AD536A, a single polarity supply as low as 
+5 volts may be used instead. This requires biasing 
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the ADS36A common terminal (pin 10) above 
ground as shown in Figure 30. The ratio of two resis- 
tors, R; and R2 form a voltage divider between + Vs 
and ground. Choosing the correct bias voltage for the 
common terminal is a trade-off between the 
maximum positive and the maximum negative input 
voltage the AD536A can tolerate without clipping. 
For example, as resistor R2 is made larger, pin 10 is 
effectively raised more above ground. This will in- 
crease the maximum negative input voltage of the 
ADS5S36A while at the same time decreasing the 
maximum positive input voltage the rms converter 
can handle. The values of resistors R, and R; in Fig- 
ure 30 were selected to give the best overall operation 
using a + 15 volt supply, however, pin 10 should be 
at least +2 volts above ground for correct operation. 
The ADS36A common pin requires less than 5A of 
input current, therefore, the values of resistors Ry 


and R2 can be chosen so that: 
Vsurpty _ 
ico eat 


or 10 the common pin current. This permits ade- 
quate voltage stability on the common pin while still 
minimizing overall power consumption. 


Figure 30. AD536A- Single Supply Connection 


AD636 

The AD636 low power rms converter may also be op- 
erated from a single power supply, in this case be- 
tween +5.0V de and +24.0V de. The same design 
trade-offs apply to the AD636 as to the ADS36A 
when choosing the optimum values for resistors Ry 
and Rj, although since the AD636 was optimized to 
operate from unequal supplies (+3.0, —5.0V de), 
the ratio of the two resistors will be different for the 
two devices. The values for resistors R, and R2 in 


Figure 31 were chosen for the best overall perform- 
ance using a 9 volt battery (for examples of battery 
operation, see dB Meters Section). 


Vs 
750 TO +240V de 
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Figure 31. AD636 Single Supply Connection 


AD637 

The AD637 has its output voltage derived via an in- 
verting low pass filter which does provide output 
buffering, however, the operational amplifiers in this 
filter stage will not operate down to the negative sup- 
ply (as will the current mirror in the ADS36A/ 
AD636). The AD637 can be operated from a single 
supply voltage but only if its output voltage does not 
have to be less than 2 volts above the negative supply. 
Therefore, you may bias the AD637 above ground 
using equal value resistors (R1 & R2 with typical 
values of approximately 15k); this allows single 


ABSOLUTE VALUE/ 
VOLTAGE — CURRENT 
‘CONVERTER 


supply operation from power supplies between +5 
volts and + 36 volts dc using the same scheme shown 
in Figures 30 and 31. Please note: Because the filter 
amplifier’s common pin cannot be separated from 
the rms converter common, the AD637 output 
MUST be referenced to its common pin (pin 3), 
NOT TOGROUND. 


THE DECIBEL OUTPUT PROVISION 


Basic Operating Principles 

As shown by Figure 32, the dB output function origi- 
nates in the squarer/divider section of the AD5S36A/ 
AD636. Figure 33 shows a portion of this section 
redrawn to illustrate dB operation. Although compo- 
nent values vary, this basic scheme is common to the 
ADS36A, AD636, and the AD637 rms converters. 


The feedback current, 1;, proportional to the rms 
value of the input signal, is applied to the input of A3. 
Transistor Q3, in conjunction with amplifier A, 
forms a logarithmic amplifier whose output voltage is 
proportional to the natural logarithm of current 13. 
The output of A3, which is the Vpr of Qs, is equal 
to: 


where a is the thermal voltage of Q;'s base 


emitter junction and Is is Q3’s emitter 
saturation current. 


CURRENT MIRROR 


Figure 32. AD536A/AD636 Simplified Schematic 


Figure 33. A Simplified Schematic of the dB 
Output Circuitry Common to the AD536A, 
AD636 and AD637 rms Converters 


‘This output has two thermal or temperature related 
drift causing elements. One is a scale factor drift 
caused by the kT/Q term which is approximately 
equal to 0.33% drift per degree centrigrade at 25°C 
(3300ppm/°C). The second drift term is an offset 
drift due to the Ij:5 of transistor Q3. This offset varies 
with temperature approximately 2mV/°C. 


‘The decibel is based on the log of the ratio of two sig- 
nals, or 


i IA 
dB = 20LOG IB 


Since two currents are needed, a second current Igep 
is introduced via a second transistor Qs. 


Qs performs several functions necessary to dB opera- 

tion: 

1. Itperforms the required division function by sub- 

tracting the logs of the two currents I; and Iggy. 

By having its Vpy; subtracted from the Vp: of Qs, 

Q,’s junction offset and offset voltage drift over 

temperature characteristics are corrected. 

. Qs provides the necessary current buffering for 
the dB output pin. 


Zz 


The output voltage at the dB output terminal (via Qs) 
equals: 


dB OUTPUT = (Vprqs) ~ (Visrqs) 


aoe 
q Ther 

Note: U accounts for the ratio of the emitter satura- 
tion currents of Qs and Q; and also for the imperfect 
tracking of the Vgx of Qs, a PNP transistor, with the 
Var of Qs, an NPN wansistor. Fortunately, for most 
practical applications this tracking error is negligi- 
ble, as long as Iu is used as a reference level AND 
NOTasasignal input. 


aide 


The dB output produces an output voltage approxi- 
mately equal to 3mV/per dB change in I; it needs to 
be scaled and temperature compensated to be useful 
for most applications, (temperature compensation is 
required because although the offset portion of Q;’s 
drift has been subtracted out the 3300ppm/°C 


temperature drift due to er still remains). Suc- 


ceeding sections will cover these requirements in 
detail. 


AD536A/AD636 Temperature Compensation 
With a temperature coefficient of 0.03dB/°C, the 
total error for the dB output would be +0.3dB for 
a +10°C variation in operating temperature. In 
many cases, this accuracy is satisfactory. However, 
for more critical applications the addition of an exter- 
nal temperature compensating resistor is necessary. 


The circuit of Figure 34 provides temperature com- 
pensation by using the averaged TC of two resistors 
in series to develop the desired 3300ppm. These re- 
sistors, placed between the dB output pin and the 
summing junction of the AD741 scale factor ampli- 
fier, change the scale factor of the circuit when tem- 
perature variations occur. 


The 1k +3500ppm/°C TC resistor in series with a 
60.42 1% metal film resistor together form a 1.06k2 
+3300ppm resistor, the exact TC needed. The metal 
film resistor is +5Oppm and may be considered 
“zero” TC compared with the +3500ppm/°C resis 
tor. The metal film resistor therefore degrades or re- 
duces the TC resistors + 3500ppm/°C by the ratio of 
their resistances, in this case by 6.04%. 


60.40 
10002 


(94%) = 3290ppm/°C 


* 100% = 6.04% 3500ppm x 0.94 


AD637 Temperature Compensation 

This scheme, shown by Figure 35, is basically the 
same circuit as Figure 34 except that it requires an 
820k2 resistor connected between the rms output, 
pin 9, and the summing junction of the AD741 out- 
put amplifier. This resistor compensates for errors in 
the dB circuit for input levels above 1V rms. In both 
circuits, the output amplifier gain is set to give a 
100mV output per dB change in input level. 


This circuit out performs that of Figure 34 providing 
a —3dB bandwidth of 4MHz with a 1V rms input 
level. It operates over a 70dB range from + 10dB to 
—60dB + 2.5dB with a 0dB reference level of 1 volt 


a) Soong 
“Precision NESIoTON Co ePTiae ON OUWALERT = ™T APSO8 
Figure 34, AD536A/AD636 Temperature 
Compensated d8 Output Circuit 
rms. The 0dB reference point may be varied + 10dB quired (using 0dB = 1 volt rms) a 100k trimpot may 


from the nominal 1 volt level by using the 500kQ 0dB be substituted. 
adjust trimpot, however, if higher resolution is re- 


10 3500 
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Figure 35. AD637 Temperature Compensated dB Circuit 
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SECTION III 


RMS APPLICATIONS CIRCUITS 


SIGNAL PROCESSING 
AN RMS-AGC AMPLIFIER 


Introduction 

One of the major problems facing the designer of 
function generators is how to maintain a constant 
output level with variations in waveform, duty cycle, 
and frequency. Many conventional AGC (Automatic 
Gain Control) amplifiers suffer from poor perform- 
ance, usually a restricted dynamic range and in- 
adequate frequency response. These amplifiers 
usually provide a constant “average” output level, or 
instead employ a peak limiting scheme which con- 
trols the maximum “peak” output level. In many ap- 
plications, it is more useful to have a constant rms 
output level from an AGC amplifier. 


‘The rms-AGC amplifier presented here has many 
audio uses and will provide a virtually constant rms 
output voltage over an input variation of greater than 
40dB (see Figure 37). 

Circuit Description 

As shown in Figure 36, the voltage output from the 
ADS534 multiplier is converted to its de equivalent 
voltage by an ADS36A rms to dec converter. 
Capacitor Cy is the rms converter’s averaging 
capacitor. The output voltage from the converter is 
compared to a fixed reference voltage provided by an 
ADS80 bandgap reference. An AD741 is used as an 
integrator/comparator amplifier whose output volt- 
age sets the gain of the AD5S34 multiplier. The 
AD741 amplifies the difference between the rms out- 


Figure 36. An rms AGC Amplifier 


i= 


put level from the AD536A and the preset de voltage 
derived via the output level control, Re. This 
amplified output voltage appears at pin 6 of the 
AD741 after a delay time set by the series/parallel RC 
combination of CC; and R; in the operational ampli- 
fier’s feedback loop. The two diodes, D, and D2, 
keep the output of the AD741 from going negative; 
this would change the phase of the control loop by 
180°. 


wy 
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Figure 37. Input vs. Output — rms AGC 
Amplifier 


Performance Data 

All measurements were taken with 300mV threshold 
and 1 volt output level. Note: Different types of 
waveforms may have widely varying crest factors; 


AY 
wh 


+18Vde 
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consequently, even though they have the same rms 
level, their peak values may be quite different. Since 
amplifier overload occurs due to the peak values of 
the signal waveforms, all voltage specifications in 
this circuit, and in the audio AGC amplifier, are 
given in peak to peak. 
Input Range: 300mV to 28 volts (40dB) 
Frequency Response: dc to 400kHz @ 300mV 
input, dc to MHz @ 1 volt input. 
Signal to noise ratio: 65dB 
Attack/hold-in time: 100ms 


AUDIO PROCESSING 
AN AUDIO RMS-AGC AMPLIFIER 


Introduction 

Here is an audio amplifier incorporating a smooth 
sounding automatic gain control with a gradual act- 
ing threshold level, This circuit eliminates the usual 
audible “thump” of most compressor amplifiers by 
slowly incorporating the AGC action (Figure 39). 


This design offers a great amount of flexibility 
featuring: controls for input range, degree of com- 
pression, and output level. 


Circuit Description (see Figure 38) 

The audio input signal, adjusted by Rg, is amplified 
by an ADS44 operational amplifier operating with a 
gain of 21. The AD544 voltage output drives the con- 
trolled gain stage, an AD534 analog multiplier. The 


Figure 38. An Audio rms AGC Amplifier 


2.49kQ resistor in series with pin 2 of the multiplier 
imay be varied from 2k to 3k for the best com- 
promise between bandwidth and signal to noise 
ratio. This resistor sets the trade-off of gain versus 
bandwidth of the analog multiplier. 


The multiplier’s output is ac coupled to the signal 
output jack and to an ADS36A rms — de converter. 
The rms converter’s current output drives a-com- 
parator/amplifier, IC,, which acts as a current to 
voltage converter. The comparator’s output, a posi- 
tive voltage, is decreased by the rms converter’s out- 
put, reducing the gain of the multiplier. The com- 
parator’s threshold point is prevented from being too 
abrupt by resistor diode networks, D,/R7 and D./Rs. 
The attack/release times of the circuit are determined 
mainly by capacitors Cs, Cg and resistor R7 and to a 
lesser extent, resistor Rg. Diodes D,, D2, and D3 pre- 
vent latch-up of the multiplier by voltage transients. 
The degree of AGC action is monitored by the 0- 
50,A analog meter. 


AMPUPEN OUTPUT VOLTAGE (Peak to Peat) 


Figure 39. Input vs. Output - Audio rms 
AGC Amplifier 


Performance Data 
All voltages are specified peak to peak 


Inputrange 150mV to 10 volts 

Outputlevel range variable 0.5 to 2.5 volt p-p 
Compression variable from 0dB to 26dB 
Threshold level + 150mV to 1.6 volts 


Frequency Response 

10dB Compression 
50Hz to 65kHz with 0.5V p-p input 
50Hz to 100kHz with 1.0V p-p input 
70Hz to 160kHz with 1.65V p-p input 


20dB Compression 
70Hz to 75kHz with 0.5V p-p input 


aS 


70Hz to 120kHz with 1.0V p-pinput 
100Hz to 160kHz with 1.5V p-p input 
With 1 volt p-pinputand 1 volt p-p output level 
attack time 250ms, release time 80ms 
Signal to noise ratio 
10dB compression 51dB,20dB compression 
45dB 
Optimum outputlevel 1 volt p-p 
Total harmonic distortion 0.30% 


To adjust the amplifier, first apply a 1 volt peak to 
peak sinewave at 1kHz to the input jack J). Adjust 
R, for a 2.5 volt peak to peak sinewave at the input 
of the multiplier, pin 3 of Ic¢2. Adjust Rs to midposi- 
tion. Next, adjust Rj, the output level control, for 
the desired output level, nominally 1 volt peak to 
peak. Adjust Rs again, this time for the degree of 
compression desired. Trimpot R)) adjusts the output 
level meter’s amplitude. Care should be taken when 
using the AGC amplifier to insure that the input is 
not overloaded (to avoid clipping the signal). 


INSTRUMENTATION 
RMS DIGITAL PANEL METERS (DPMs) 


A LOW COST TRUE RMS DIGITAL PANEL 
METER 


This low cost DPM features direct-reading true rms, 
a high impedance buffered input, four input ranges, 
and a minimum number of components. The DPM 
operates from a single 5 volt power supply requiring 
atotal current of 100mA. 


The input circuit of the device consists of a 10 meg. 
ohm input attenuator with switch S, selecting the de- 
sired full scale input range. Capacitor Cs ac couples 
the input of the rms converters internal buffer ampli- 
fier (pin 7 of the AD536A) with resistor Rg and 
diodes D, and D, providing input circuit protection. 
The output of the buffer, pin 6, is ac coupled to the 
rms converter input, pin 1. Resistor Rs provides a 
“bootstrapping” return path for the buffers input 
bias current, however, it does not effect the DPMs 
input impedance because the buffer is a unity gain 
follower, and pins 1 and 7 are at the same potential 
(see Appendix B). Resistor Rg serves as a load resis- 
tor for the output of the buffer amplifier while resis- 
tors Rg and R; provide a “floating” ground allowing 
single supply operation. Capacitor Cy keeps the 
AD536A common, pin 10, atac ground. 


The output from the rms-dc converter (pin 8 of the 


ADS536A) is low pass filtered by capacitor Cg; it then 
drives an AD2026 DPM. The rms meter’s offset and 


USE DPM CALIBRATION TRIMMERS FOR 


OFFSET, 


‘AND GAIN ADJUSTMENTS. 


Figure 40. A Low Cost True-rms DPM 


scaling adjustments are made using the DPM’s inter- 
nal calibration trimmers. 


An ac line-powered version of the AD2026 is avail- 
able which will permit this circuit to operate from 
power supplied by the DPM itself, thus eliminating 
the need for an external 5 volt power supply. 


A PORTABLE HIGH IMPEDANCE INPUT 
RMS DPM AND dB METER 

This high quality DPM/dB meter requires only two 
integrated circuits, their support circuitry, and a 
liquid crystal display. 


As in the low cost DPM, the voltage input to the 
portable DPM runs through a 10 meg ohm input at- 
tenuator to pin 7 of the AD636. The buffer output, 
pin 6, is ac coupled to the rms converter’s input, pin 
1. Resistor Rg provides a “bootstrapped” circuit to 
keep the input impedance high. The output from the 
rms converter is selected by the linear/dB switch; 
selecting pin 8 for linear, pin 5 for dB. The selected 
output travels from the linear/dB switch through low 
pass filter R,s, Cs to the DPM chip’s input. (The 
DPM chip is a 7106 type A/D converter.) The 
ADS589 provides a stable 1.2 volt reference voltage 
which supplies the calibration circuitry. 
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Figure 41. A Portable, High Z Input, rms DPM and dB Meter 
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To calibrate the meter, first adjust trim potentiome- 
ter Ro for the 0dB reference point; next, set Ry, for 
the dB scale factor, and finally, adjust Rj3 to set the 
linear scale factor. The total current consumption of 
the portable DPM is typically 2.9mA from a stan- 
dard 9 volt transistor radio battery. This circuit uti- 
lizes the AD636 low power rms converter to extend 
battery life and to provide a 200mV full scale sen- 
sitivity. The AD636 gives better accuracy and 
bandwidth at 200mV rms inputs than the ADS36A 
(the AD536A would require a gain of 10 preamplifier 
toachieve similar results at these levels.) 


ALOW POWER, HIGH INPUT IMPEDANCE 
dB METER 


Introduction 

The portable dB meter circuit featured here com- 
bines the functions of the AD636 rms converter, the 
ADS589 voltage reference, and a A776 low power 
operational amplifier. It is also inexpensive, approxi- 
mately $25.00. This meter offers excellent 
bandwidth and superior high and low level accuracy 
while consuming minimal power from a standard 9 
volt transistor radio battery. 


In this circuit, the built-in buffer amplifier of the 
AD636 is used as a “bootstrapped” (see Appendix B) 
input stage increasing the normal 6.7kQ input Z to 
an input impedance of approximately 10'°Q. 

Circuit Description 

The input voltage, Vix, is ac coupled by Cy while re- 
sistor Rg, together with diodes D, and D2, provide 
high input voltage protection. 


The buffer’s output, pin 6, is ac coupled to the rms 
converter’s input (pin 1) by capacitor C2. Resistor Ro 
is connected between the buffer’s output, a Class A 
output stage, and the negative supply to increase the 
buffer amplifier’s negative output swing (see Appen- 
dix B). Resistor R, is the amplifier’s “bootstrap- 
ping” resistor. 


With this circuit, single supply operation is made 
possible by setting “ground” at a point between the 
positive and negative sides of the battery. This is 
accomplished by sending 250A from the positive 
battery terminal through resistor R2, then through 
the 1.2 volt ADS89 bandgap reference, and finally 
back to the negative side of the battery via resistor 
Rio. This sets ground at 1.2 volts +3.18 volts 
(250pA x 12.7kQ) = 4.4 volts below the positive 
battery terminal and 5.0 volts (250#A x 20k) 
above the negative battery terminal. Bypass 
capacitors C; and Cs keep both sides of the battery 
at a low ac impedance to ground. The ADS89 
bandgap reference establishes the 1.2 volt regulated 
reference voltage which together with resistor R; and 
trimpot R, set the zero dB reference current, IREF- 


The 3mV/dB scale factor of the dB output (pin 5 of 
the AD636) is changed to a more convenient 10mV 
output per dB input by the »A776 operational ampli- 
fier. Resistor R;, sets the amplifier’s quiescent cur- 
rent at 100A. Temperature compensation is pro- 
vided via the series combination of resistors Rg and 
R; which together produce an equivalent 2.1kQ 
+ 332Sppm/°C TC resistor (see the decibel input 
provision section). 
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Figure 42. A Low Power, High Input Impedance dB Meter 


Performance Data 


O0dB Reference Range 
—20dBm 

(77mV) rms 
Input Range (at Ine = 770mV) = 50dBm 
Input Impedance = approximately 10'°Q 
Vsuppry Operating Range +5V dcto +20V de 
Tqures = 1.8mA typical 


0dBm (770mV) to 


Accuracy with 1kHz sinewave and 9 volt de supply: 
0dB to —40dBm + 0.1dBm 
OdBm to —S0dBm +0.15dBm 
+10dBm to —50dBm + 0.5dBm 


Frequency Response +3dBm: 
Input 

OdBm — SHz to 380kHz 
—10dBm 


—40dBm 
—50dBm = 5Hz to 17kHz 


Battery Life 

Using a standard 250mA/hour 9 volt transistor radio 
battery, normal battery life with the meter left on will 
be between 100 and 150 hours. A ten-fold increase 
in battery life can be achieved using a 2500mA/hour 
mercury power pack battery which should operate 
the circuit continuously for about two months. If a 
9 volt nickel cadmium rechargeable battery such as 
the Eveready N83 is used, it can be kept charged by 
solar cells thus allowing maintenance-free operation. 
Requiring only about 1.8mA quiescent current, this 
meter lends itself well to many remote-site applica- 
tions where changing batteries is inconvenient and 
expensive. 


Calibration 

1, First calibrate the zero dB reference level by ap- 
plying a 1kHz sinewave from an audio oscillator 
at the desired zero dB amplitude. This may be 
anywhere from zero dBm (770mV rms - 2.2 volts 
P-p) to — 20dBm (77mV rms 220mV p-p). Adjust 
the Inge cal trimmer for a zero indication on the 
analog meter. 

. The final step is to calibrate the meter scale factor 
or gain. Apply an input signal —40dB below the 
set zero dB reference and adjust the wale factor 
calibration trimmer for a 40 reading on the an- 
alog meter. 


Some final comments: 
This meter is protected for input voltages up to 
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200 volts dc and has an input impedance of 
10,000MQ. Therefore, it is clearly superior to the 
circuits of Figures 34 and 35 for most all portable 
applications where the device may be exposed to 
all types of input signals and where very low 
power consumption is important. 

Note: For the best possible resolution, the largest 
practical size analog meter movement should be 
chosen for use with this circuit. 


The temperature compensation resistors for these 
circuits may be purchased from: Tel Labs Inc, 154 
Harvey Road, P.O. Box 375, Londonderry, NH 
03053, Part #Q332A 2kM 1% +3500ppm/°C or 
from Precision Resistor Company, 109 U.S. Highway 
22, Hillside, NJ 07205, Part #PT146 2kQ 1% 
+3500ppm/°C. 


AMODEMLINE MONITOR 

This is a telephone line dB meter and line voltage 
sensor for the accurate monitoring and adjustment of 
telephone signal levels. The 6002 line terminator 
doubles asa voltage sensor to detect de voltage on the 
line. When switched on, the line terminator also 
keeps ringing voltage (90 volts @ 20Hz) off the line 
being measured by making the phone line appear 
busy to the telephone switching equipment. The 
user may self-check the meter calibration by pressing 
the calibrate switch on the front panel. 


The input signal is ac coupled by Cl and runs 
through R; to pin 1 of the ADS36A. Diodes D, and 
D, along with resistor R, protect the input of the 
ADS36A from voltage spikes with capacitor C) and 
resistor R, forming a low pass filter. 


The dB output from pin 5 of the ADS36A runs di- 
rectly to the input of the buffer amplifier. Zero adjust 
trimmer Rs and resistor Ry set the zero dB point on 
the analog meter by adjusting the amount of offset 
current from the ADS80 voltage reference. Resistors 
Rg and Rjo form a voltage divider that “FLOATS” 
the ADS36A common above ground, allowing single 
supply operation. 

Capacitor Cy is the averaging capacitor, while 
capacitors Cs and Cy are used for power supply 
bypassing. The dB output from the buffer amplifier 
(pin 6 ADS36A) runs through meter calibration 
trimmer R; and resistor Rg to a 50-0-50A analog 
meter. Resistor Rg provides a return path to ground. 


To calibrate, first press the calibration switch and ad- 
just Rs to center the meter at zero with the chosen 
zero dB level applied. Decrease the input signal 30dB 
and adjust R; for —30dB. 
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Figure 43. A Modem Line Monitor - A 
Telephone Line dB Meter 


DATA ACQUISITION 


A PROGRAMMABLE GAIN RMS MEASURE- 
MENT SYSTEM 


Introduction 

The rms measurement of complex waveforms of var- 
ying magnitude normally requires a high quality, 
compensated input attenuator. In contrast, the prog- 
rammable gain rms preamplifier circuit of Figure 44 
features an ADS44 bifet operational amplifier as an 
inverting input buffer with four remotely switchable 
gain ranges: 200mV, 2 volts, 20 volts, and 200 volts 
full scale. Switching gain resistors in the buffers 
feedback loop allows the use of a low voltage CMOS 
multiplexer to remotely control the gain of (poten- 
tially) high voltage input signals. The preamplifier’s 
input is well protected on all ranges for input voltages 
up to 500 volts peak. 


Circuit Description 

The input signal is connected to input jack J, with 
resistor Rj and diodes D, and D, forming the ampli- 
fier’s input circuit protection. The diodes will con- 
duct whenever the voltage at pin 2 of the AD544 ex- 
ceeds either of the power supply voltages. Capacitor 
C, prevents high frequency roll-off, which would 
occur due to the R/C time constant of the 1MQ input 
resistor and the stray capacitance at the AD5S44’s 
summing junction. The AD7503 CMOS multiplexer 
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switches the appropriate feedback resistor for each 
gain connecting the resistor between the operational 
amplifier output, pin 6, and its summing junction, 
pin2. 

Cy through C7 are compensation 
rs which are adjusted for flat response at 
cach gain setting. Ao, A,, and A2 are three address 
lines which select the desired input range of the 
preamplifier. Ry, Re, Rio, and Rj2 are the gain cali- 
bration controls for each selected gain. The output 
of the AD544 operational amplifier is converted to its 
rms equivalent voltage by the ADS36A rms-de 
converter, 


Performance Data: 
Input Ranges: 200mV, 2 volts, 20 volts, 200 volts 
rms 


—3dB Bandwidth 
200mV =4kHz* 
2V 600kHz 
20V 1,5MHz 
200V 600kHz 


Noise referred to amplifier input: 360.V rms on 2 
volt range, 75dB signal to noise ratio. RMS converter 
settling time: 397ms to within 1% of change in 


*Bandwidth will vary with the degree of stray capacitance at 
pin 9 of the AD75S03. 
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Figure 44. A Programmable Gain rms Measurement System 


rms level of input. Power requirements: +5 volts 
de @ 14mA +15 volts dc @ 3mA. 


Precautions 

For maximum bandwidth and minimum input cur- 
rents, capacitance at the summing junction (pin 2) of 
the ADS44 must be kept to a minimum, and all 
points in the circuit connected to it should be Teflon 
insulated, or they should have a grounded guard ring 
surrounding them. The guard ring insures that leal- 
age currents from the power supply pins or elsewhere 
are returned to ground and not to the summing 
junction, 


Asa safety precaution, the input jack and the wiring 
associated with it should be well insulated since 
potentially lethal voltages (200 volts rms) may 
be present. 


Calibration 

Address lines Ao, A;, and A2 should be set for each 
gain. The calibration trim potentiometers Ry, Re, 
Rio; and Rj» should be individually adjusted for the 
correct gain on each range, 


The compensation capacitors Cs, Cs, and Cy should 
be adjusted for flat response on each range by using 
a variable frequency sinewave input signal and either 
an oscilloscope to monitor the AD544 output, pin 6, 


or by using a digital voltmeter on its de scale con- 
nected to the output of the rms converter. 


LOW LEVEL RMS MEASUREMENT USING 
AN RMS INSTRUMENTATION AMPLIFIER 


Introduction 

‘The detection of low level signals can be made much 
easier and with greater accuracy by taking the re- 
quired measurement differentially with an in- 
strumentation amplifier (IA) rather than making an 
“unbalanced” measurement, employing an opera- 
tional amplifier in one of the standard inverting or 
noninverting modes. To illustrate, an unbalanced 
input preamplifier such as that shown conceptually 
in Figure 45 can be severely compromised in terms 
of input noise discrimination from several 
standpoints. Unless the input voltage Vix; is a com- 
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Figure 45. Noise in an Unbalanced System 
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pletely floating source, it will be difficult to cleanly 
amplify the signal because of the common mode volt- 
age, Vem- 

In this system, both signal and ground loop currents 
flow in the shield line with the ground loop currents 
adding to the noise of the system. This added noise 
can make a low level measurement useless. In con- 
trast to the operational amplifier, an instrumentation 
amplifier is a “gain block” which measures the differ- 
ence between the voltages at its two inputs. This 
differential or balanced measurement method gives 
instrumentation amplifiers some distinct advan- 
tages, making them superior to standard operational 
amplifiers in many low level applications. 


In the balanced measurement system of Figure 46, 
the shield line does not carry the input signal cur- 
rents; it functions only as a shield. If there are any 
ground loop currents present, they simply are re- 
turned to common without adding to the noise of the 
system. Any noise that is picked up by the input lines 
will be “common mode” and cancelled out by the in- 
strumentation amplifier. (Vour = ((+Vin) — 
(—Vin)) x GAIN). 

Circuit Description 

The rms-converter instrumentation amplifier 
scheme shown in Figure 47 uses a dual FET opera- 
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Figure 46. Noise in a Balanced System 


tional amplifier, an AD644, as a differential 
preamplifier. 


This, in conjunction with the ADS536A rms-de con- 
verter, forms a high quality system for low level rms 
measurement. The preamplifier section of this sys- 
tem offers superior overall performance featuring: 
excellent common mode rejection of up to 90dB @ 
1kHz, very low input bias current (typically 10pA), 
anda signal to noise ratio of —94dB. 


The circuit of Figure 47 gives practical component 
values for two different system gains, 10 and 100 re- 
spectively. To select resistor values for other desired 
gains, use the formula: 


R3 
R, 


Gain = 1 + for:R, = Rs and 


R; =R, +R, + Rs 


Figure 47. An rms Converter with an Instrumentation Amplifier Preamp 
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This circuit features a very high input impedance 
due to the FET operational amplifier input. How- 
ever, there must be a return path to the ground po- 
tential of the converter portion, which is to say the 
preamplifier section cannot operate with totally 
floating sources, such as transformers or ther- 
mocouples, For such instances, two high value bias 
resistors can be added, RB, and RBp, with a value of 
several megohms. 


LOW FREQUENCY RMS MEASUREMENT 


Introduction 

As described in the previous sections, reducing the 
input frequency requires lengthening the averaging 
(and filtering) time contants to maintain the same 
levels of de error and ripple. Consequently, succes- 
sively larger values of Cay are required as the input 
frequency is reduced, With the very large values of 
averaging capacitor necessary at frequencies below 
10Hz, the physical size of the Cay can occupy exces- 
sive’ board space and prohibit the use of the high 
quality, low leakage types that are the most useful at 
these frequencies, 


Although the rms converter output filter section or 
sections can easily have their series resistance in- 
creased to give a longer averaging time constant 
(such as increasing Rx in Figure 24), the ADS36A 


OUTPUTFILTER, 


and AD636 averaging sections are not so flexible. 
Their fixed 25kQ internal averaging resistors cannot 
be increased (see Figure 32), In these converters, av- 
eraging is carried out within the current mirror. The 
current, I4, is averaged by Cay and then ratioed (2 x ) 
to the output, via the current mirror, to the Ioyr 
terminal. 


Fortunately, with the AD637 rms converter, averag- 
ing takes place within a filter stage which is exter- 
nally accessible, shown in Figure 16. By reducing 
Cay to 100pF (just enough capacitance to maintain 
stability), the filter stage becomes an output buffer, 
allowing external averaging. With this connection, 
very large resistance values (and therefore much 
smaller averaging capacitors) may be used. The cir- 
cuits of Figures 48 and 49 use this concept to produce 
averaging times of several seconds, yet requiring rel- 
atively small averaging capacitor values. 


A Low Frequency RMS-DC Converter Circuit 

Figure 48 is a low frequency rms to de converter cir- 
cuit optimized to give less than 0.1% averaging error 
for frequencies down to 1Hz. With this circuit, av- 
craging is carried out between the rms output termi- 
nal, pin 9, and the input to the internal buffer ampli- 
fier, pin 1. The buffer amplifier successfully isolates 
the 25kQ input impedance of the denominator input 
pin from the averaging section preventing that sec- 
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Figure 48. A Low Frequency rms to de Converter Circuit 


tion from being loaded down; it also provides the 
output buffering necessary to drive external cir- 
cuitry. Rather than being directly connected to pin 
9, the denominator input is now tied to pin 14, re- 
ceiving its feedback via the output of the buffer am- 
plifier. The rms output may be taken from either the 
buffer output pin for a 4.8% averaging error output 
(thus giving a high error output with minimum set- 
tling time) or from the output of the external output 
filter whose filtering reduces the averaging error to 
less than 0.1% (at the expense of increased settling 
time). 

A useful by-product of utilizing the external compo- 
nent averaging scheme just mentioned is that by 
making the AD637 filter section a simple voltage fol- 
lower, a new output function, Vin7/Vimss now be- 
comes available. 


An Ultra-Low Frequency RMS-DC Converter 
Circuit 

The circuit of Figure 49 operates in a similar manner 
to that of Figure 48 except that it uses two very low 
input bias current amplifiers which permit even 
larger values of averaging resistance, in this case 
10MQ, to beused. 


This circuit has been optimized to exhibit less than 
0.1% averaging error for input signals as low as 
0.1Hz. As with the previous circuit, the Vix?/Vems 
function appears at pin 9 of the AD637. 

Note: 


The two low frequency rms measurement circuits 


described in this section may overload on transient 
noise spikes, such as those at power line frequencies. 
This occurs because the filter stage averaging 
capacitor (normally called Cay but in these circuits, 
ithas been renamed C)) has been drastically reduced. 
This allows the output at pin 9 of the AD637 to re- 
spond to the square of the input signal rather than to 
the average of the square of the input. For example, 
if a 1 volt peak transient appears at the input of the 
rms converter while the circuit is measuring a 10mV 
rms input signal, the output at pin 9 should theoreti- 
cally equal: 


AS Vin? _ (Lvolt)? 
OUT Vims 0.01 volts 


= 100 volts! 


Obviously, the output will saturate long before it ap- 
proaches 100 volts, creating a large error which may 
not be noticed as such at the filtered V,,,5 output point 
due to the extensive RC filtering between this point 
and pin 9 of the rms converter. Therefore, for gen- 
eral purpose applications where the Vpy7/Vrins func- 
tion is not needed or for applications where high crest 
factor-low frequency signals are to be measured, it is 
recommended that capacitor C, be increased to 
3.34. This capacitor, in conjunction with the inter- 
nal 25k filtering resistor, will form a low pass filter 
with a 2Hz corner frequency. This will attenuate 
higher frequency signals, i.e., transients, by the ratio 
of the transient frequency to that of 2Hz. This means 
that in the case of 60Hz transients, they will be re- 
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Figure 49. An Ultra-Low Frequency rms to dc Converter Circuit 
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duced by 60Hz/2Hz or 30 times. Therefore, practi- 
cally speaking, there will be effective transient 
protection. 


In addition, larger or smaller values of C, may be 
used as required by the specific application. If a low 
pass filter is used ahead of the AD637, out of band 
signals are less likely to cause an overload; this allows 
smaller values of C, to be used in these circuits. 


Since increasing C, causes the increased averaging of 
higher frequency signals, the V)x7/V ems function will 
be linearly converted to the average of Vix7/Vems aS 
the input frequency goes up. This prevents the in- 
stanteous square of the input signal from appearing 
at pin 9 of the AD637. 
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APPENDIXA 


TESTING THE CRITICAL PARAMETER OF 
RMS CONVERTERS 


INTRODUCTION 

RMS converters share many basic characteristics 
with precision rectifier circuits; therefore, most of 
their testing is similar in nature. However, there are 
two basic parameters of rms converters that must be 
evaluated differently; one is error versus crest factor 
which is usually not tested at all in precision rectifier 
circuits. The other parameter is ac accuracy or 
bandwidth, which may be specified for 1% addi- 
tional error or fora + 3dB change. 


Adequate performance in both of these parameters is 
important to insure that the rms converter can prop- 
erly compute the rms value of an incoming pulse or 
other waveform containing significant harmonic 
content. This also insures that both the rise time and 
slew rate of the converter are sufficiently fast to avoid 
rolling off the edges of incoming pulse trains. 


‘The following sections in this appendix give detailed 
examples of the practical test setups and procedures 
necessary to properly evaluate the performance of an 
rms converter. 


TESTING ACCURACY VERSUS CREST 
FACTOR 

One of the critical parameters that defines an rms 
converter’s performance is its accuracy as a function 
of the crest factor of its input waveform (see Section 
1). Since average responding devices such as preci- 
sion rectifiers have considerable errors when measur- 
ing nonsinewave input signals, this parameter appli- 
es only to true rms converters. 


Figure 50 shows a test setup for measuring accuracy 
versus crest factor. A function generator or pulse 
generator is followed by an rms—AGC amplifier (see 
Figure 36) whose output is a constant rms voltage. 
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‘This device greatly simplifies the task of maintaining 
a constant rms output while varying the function 
generator duty cycle to obtain the various crest fac- 
tors needed to test the rms converter. Because of the 
different measuring methods of the two pieces of test 
equipment, the true rms meter monitors the rms level 
of the input waveform supplied to the rms converter 
while the oscilloscope connected to the same point 
gives a visual display of the peak amplitude of the 
waveform. The crest factor of the input waveform 
can then be found by dividing its peak value by its 
rms value. 


Crest Factor = Peak voltage (from oscilloscope) 


RMS voltage (from true rms meter) 


The digital voltmeter monitors the output of the rms 
converter, The difference between the readings of 
the rms meter and the digital voltmeter will equal the 
error of the rms converter. The error in percent of 
reading is equal to this voltage divided by the true 
rms voltage times 100%. 


Error % of Reading = Error voltage _ . 199% 
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Figure 50. A Crest Factor Test Set-Up 


Testing ac Accuracy (or Bandwidth vs. Input 
Level) 

Two basic methods for testing the ac accuracy of rms 
converters are commonly used. The first method 
maintains accuracy by using a true rms meter to 
monitor the level of a sinewave oscillator which feeds 
the input of the rms converter under test (Figure 51). 
A digital voltmeter measures the de output of the rms 
converter. The voltage reading of the true rms meter 
is then compared to that of the digital voltmeter. Ac- 
curacy is specified as a percent of reading error. AC 
coupling of the sinewave oscillator output is used to 
prevent any dc offset that may be present at the out- 
put from being measured by the rms converter. 
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Figure 51. Testing ac Accuracy 


A second and more accurate method for measuring 
ac accuracy involves the use of a precision ac voltage 
standard to replace the sinewave oscillator and true 
rms meter of the previous method (see Figure 52). 
This has the advantage of a much improved ease of 
operation since the desired test voltage may simply 
be dialed in (the first method required a careful ad- 
justment of the oscillator output level for each 
change in test voltage). However, an unfortunate dis- 
advantage of this method is the relatively high cost 
ofa precision ac voltage standard. 
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Figure 52. Testing ac Accuracy - Alternate 
Method 


TESTING CONVERSION ACCURACY 

DC Accuracy 

In the scheme of Figure 53, a cal/test switch is set to 
the calibrate position, and a de reference is adjusted 
for the desired de input voltage and polarity. The 
reading on the digital volumeter then compares the 
difference between the test and calibration positions. 
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The de error is specified as a maximum percent of 
reading plus or minus the input offset voltage of the 
device under test (which is the zero input reading). 
The de reversal error is the maximum difference be- 
tween the positive and negative input readings and 
is specified asa percent of reading. 
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Figure 53. Testing de Accuracy 


Linearity 

Figure 54 shows a setup for testing the linearity of 
rms converters over their full range of input 
amplitudes. For de linearity, an accurate variable de 
reference is used as the input source. For measuring 
ac linearity, a sinewave generator and a precision at- 
tenuator replace the de standard. The precision at- 
tenuator is used to obtain very close ratios of input 
voltage while retaining their original wave shape. A 
unity gain output buffer should follow the attenuator 
to prevent the rms converter input circuit from load- 
ing itdown. 
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Figure 54. Testing Linearity 


USE OF CROSSPLOTS TO SPEED TESTING 
OF RMS CONVERTERS 

Introduction 

The use of an X-Y or crossplot display method using 
an oscilloscope is a very useful tool for evaluating the 
performance of precision rectifiers and the offset and 
linearity of rms converters. The X-Y pattern gives, 
at a glance, a visual display of input offset, output 
offset, scale factor, and linearity of a rectifier circuit. 
Parasitic oscillations and other elusive problems fre- 
quently undetected by automatic test equipment are 
very noticeable using this method. 
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Figure 55. A Crossplot Test System 


Setting Up the Crossplot Test System 

A crossplot test system can be easily set up using or- 
dinary laboratory test equipment. This equipment 
should consist of a sine-wave oscillator or function 
generator, an accurate input attenuator (or an oscil- 
lator incorporating a precision attenuator), and an 
oscilloscope with a differential input preamplifier. If 
possible, the oscilloscope should use a Tektronix 
7A22 or similar type variable bandwidth 
preamplifier to filter any stray noise pickup at low 
input voltages. 


Figure 55 illustrates the correct method for intercon- 
necting the test equipment for a crossplot test setup. 
The sine-wave oscillator output connects to the rms 
converter’s input as well as the oscilloscope’s vertical 
and horizontal input jacks. The output from the rms 
converter connects to the oscilloscope’s positive ver- 
tical input jack. With the negative or inverting verti- 
cal input switched off or disconnected, this setup will 
measure the slope of the rms converter as well as its 
input and output offset voltages. 


With the negative vertical input switched on, the ver- 
tical amplifier of the oscilloscope acts as a subtractor 
amplifier. The oscilloscope will then display the rms 
converter’s linearity. For this test, the oscilloscope 
preamplifier is considered to be an “ideal” subtrac- 
tor amplifier. 


Evaluation of Crossplot Patterns 

The crossplot pattern of Figure 56 displays an 
“jdeal” slope pattern with no offsets. The sine-wave 
input voltage is displayed on the oscilloscope’s hori- 
zontal axis. For a 20 volt peak-to-peak input signal, 
the horizontal amplifier of the oscilloscope should 


normally be set for 2 volts per horizontal division 
with the zero input level occurring at the zero axis 
crossing. The rms converter’s output is displayed on 
the oscilloscope’s vertical axis, and since it is of one 
polarity (in this case positive), it will lie entirely on 
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Figure 56. An Ideal Crossplot Pattern 


one side of the zero axis, The vertical axis amplitude 
will rise and fall with the amplitude of the sine-wave 
input voltage. For these tests, the rms converter’s av- 
eraging capacitor should be disconnected and re- 
placed with a minimum sized unit, (typically 


AMPLIFIER 
ty 


AMPLIFIER 
“2 


Vour 


(THIS OFFSET IS TYPICAL OF MONOLITHIC RMS 
CONVERTERS.) OFFSETS IN EITHER AMPLIFIER 
WILL CAUSE A SHIFT TO THE RIGHT ( OR LEFT) IN. 
THE CROSSPLOT PATTERN, 


Figure 57, Two Amplifiers are Used in the 
Absolute Value Circuit 
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THIS OFFSET CREATES A FLAT SPOT OR "DEAD ZONE" IN 
THE INPUT TO OUTPUT TRANSFER CHARACTERISTICS. THE FLAT 
SPOTIS PRODUCED BECAUSE THE ABSOLUTE VALUE CIR- 

UIT WILL NOT ALLOW THE CONVERTER OUTPUT TO GO 
NEGATIVE. THE CENTER OF THE SHIFT MAY BE ON EITHER 

SIDE OF OV), DEPENDING ON WHICH INPUT AMPLIFIER 

HAS THE OFFSET. 


Figure 58. Input Offset in Absolute Value 
Circuit 


100pF), otherwise, its output would simply be a 
straight horizontal line whose vertical amplitude 
would equal the rms equivalent voltage of the input 
signal. 
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‘THE INTERSECTION POINT, OR BOTTOM TIP OF THE'V" 
MAY OCCUR ON EITHER SIDE OF 0Vjx, DEPENDING ON 
WHICH AMPLIFIERIN THE ABSOLUTE VALUE CIRCUIT 
HAS THE OFFSET, 


Figure 59. Input Offset in Absolute Value 
Circuit 
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Figure 60. Offset at Amplifier Output 
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Figure 61. Oscillation/Instability 
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‘THIS PATTERN INDICATES AN rms CONVERTER HAS. 
ALINEARITY CLOSE TO THAT OF AN "IDEAL UNIT. 
‘APPROXIMATELY 0.01% ( SmV PER VERTICAL DIVISION 


Figure 62. Good Linearity 


THIS CROSSPLOT PATTERN IS BOWED AND UNSYMETRICAL, 
APPROXIMATELY 0.4% (1 S0mV PER VERTICAL DIVISION. 


Figure 63. Poor Linearity 


ANRMS CROSSPLOT TESTER 
This precision tester will measure the offsets and er- 
rors of rms converters and precision rectifiers. The 
unit requires + 15 volt power supplies and an audio 


generator. 


Circuit Description 
From the input jack a 20 volt peak-to-peak signal 
generator voltage is divided down by an input attenu- 
ator which is used to select the desired input voltage 
range for the device under test. Amplifier A;, an 
input buffer, drives the center of the symmetry 
potentiometer and the precision rectifier circuit; 
these would load down the input attenuator without 
buffering. Amplifier Aj, a precision half-wave rec- 
tifier, in conjunction with summing amplifier A3, 
form a precision full-wave rectifier circuit. Amplifier 
Ag has provision for either variable gain or fixed, pre- 
set gain. 


With switch S, in the error mode, the output of the 
precision rectifier is compared to the output of the 
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device under test by error/amplifier A4; this differ- 
ence output is the error of the device under test. (The 
precision circuit is carefully calibrated and is as- 
sumed to be “perfect”). This amplifier operates at 
several selectable voltage gains, and, therefore, the 
error output of the test box will be the actual error 
the device under test times the gain of amplifier Ay. 
When S; is in the Eos position no subtraction takes 
place, therefore, this position is used for checking 
the slope and offset of the rms converter under test 
(refer to the previous section). 


The 100pF averaging capacitor Cay is used for stabil- 
ity of the rms converter under test and does not aver- 
age out the input waveform, thus the converters op- 
erate as precision rectifiers for testing purposes. 
Separate power supply jacks should be provided for 
testing the AD636 rms converter which operates at 
lower power supply voltages, typically +3V and —5 
volts de. 


Calibration 

Step 1. Using an oscilloscope with vertical and 
horizontal preamplifiers connected to their 
respective jacks on the rms crossplotter, ad- 
just trim potentiometer Rj7 for a symmetri- 
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Step 2. 


Step 3. 


Step 4. 


Step 5. 


cal “V” pattern with the input selector on 
the 20mV position and the input jack con- 
nected to an audio sine-wave generator ad- 
justed for 20 volts peak to peak at = 1Hz. 
The “V” should be centered and equal on 
both sides. 


With gain switch S, set for a gain of 1, ad- 
just trim potentiometer R29 for zero output 
offset as shown in Figure 56. 


Repeat step 2, setting S, for a gain of 100. 
Adjust trim potentiometer Rjo. 


With a dual polarity 10 volt de reference 
connected to the generator input jack, al- 
ternate the polarity of the reference back 
and forth from plus to minus to adjust the 
symmetry trim potentiometer RS for equal 
readings of + 10.000 volts dc from pin 6 of 
A; to ground as measured by a high input 
impedance digital voltmeter. 


Finally, adjust trim potentiometer Rj); for 
the correct slope, i.e., scale factor as shown 
in Figure 56. 


APPENDIXB 


INPUT BUFFER AMPLIFIER 
REQUIREMENTS 


THE NECESSITY OF AN INPUT BUFFER 

‘The characteristic input impedance of the ADS36A 
is approximately 7k, the AD637 8k, and that of 
the AD636 closely approximates 6.7kQ. 
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Figure 65. 


Virtually all packaged rms to de converters have an 
input resistance of less than 100k ohms. These im- 
pedance values are far too low for the rms converters 
to be used directly following high impedance inputs, 
such as input attenuators and must be driven by 
some type of buffering amplifier for these applica- 
tions. 
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Figure 66. A Simple Input Buffer Connection 
Using the Internal Buffer Amplifier of an 
rms Converter 
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USING THE AD536/AD636 INTERNAL BUF- 
FER AMPLIFIER AS AN INPUT BUFFER 

With the circuit of Figure 66, the 1M resistor pro- 
vides a de return for the signal path to ground. With- 
out this resistor, the input bias current will charge up 
Cy and saturate the buffer amplifier. 


This simple input buffer scheme has several disad- 
vantages. The 1MQ input impedance is still too low 
a value for use following input attenuators (typically 
10MQ impedance). Also, the amplifier is prone to 
input overload at the higher frequencies (above 
100kHz). 
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Figure 67. AD536A Internal Buffer Amplifier 
Relative Output Response vs. Frequency (1 
Volt P/P Input Level — No Load Condition) 


One simple improvement to this circuit is the addi- 
tion of a series input resistor, Ry, which in conjunc- 
tion with the stray input capacitance of the opera- 
tional amplifier forms a low pass filter. The input 
signal is then sufficiently attenuated at frequencies 
above 100kHz to prevent input overload. A further 


improvement, the addition of a 47kQ series resistor 
and two low leakage diodes provides a high degree of 
input protection from transients (via external 
sources) which could destroy the buffer (see Figure 
68). 


Figure 68. An Improved Input Buffer 


BOOTSTRAPPING AN RMS CONVERTER’S 
INTERNAL BUFFER AMPLIFIER (FIGURE 
69) 


What is Bootstrapping? 

A very effective method for dramatically raising 
input impedance is through the use of bootstrapping. 
This has the effect of multiplying the input impe- 
dance by the open loop gain of the amplifier. 


With the buffer connection of Figure 68, the input 
resistor is returned to ground setting the effective 
input impedance approximately equal to the value of 
that resistor. The trick with bootstrapping is that 
since the buffer amplifier is operated as a unity gain 
voltage follower, its output voltage will equal the 
voltage of its input. Using the bootstrapping circuit 
of Figure 69, the input resistor, R2, is now connected 
between the amplifier’s input and output. Since (as- 
suming an ideal amplifier) both sides of this resistor 
are at equal potential, the input impedance of the 
buffer amplifier is not effected (ideally) by the resis- 
tor and remains extremely high. With practical cir- 
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Figure 69. Using the Internal Buffer Amplifier 
as a Bootstrapped Input Buffer 
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cuits, the amplifier does not have infinite open-loop 
gain and an error voltage will appear across R2. This 
makes the effective input resistance of the circuit 
equal to the series protection resistor R, plus the 
product of input resistor Rp multiplied by the open 
loop gain of the amplifier. 


Rin=Ri+(R2* Aor) 


Rpy can be quite high (+ 10°Q) since the buffer am- 
plifier (of the AD5S36A and AD636) typically has an 
open loop gain of 2,000 (at de), 


Some Precautions 

Bootstrapping does require a few precautions: Prob- 
lems may arise due to stray capacitance at the invert- 
ing input of the amplifier. At high frequencies, the 
internal feedback resistor (Reg) of the converter’s 
buffer amplifier in conjunction with the stray capaci- 
tance at the inverting input form a voltage divider. 
(A second divider is formed via resistor R; and the 
stray capacitance at the noninverting input.) De- 
pending on both the magnitude of the strays and the 
input signal frequency, the circuit's stray capaci- 
tances may cause the amplifier to operate with gain 
and cause instability. Capacitor Coy ac couples the 
output; connecting the input resistor to the input 
after this coupling capacitor prevents de latchup 
problems. 


The de return path for the buffer’s input current is 
via the load impedance of the rms section of the rms 
converter following the buffer. The bias current 
travels through resistor R; and then to ground via the 
relatively low input resistance of the rms section, 
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Figure 70. AD536A, AD636, AD637 Internal 
Buffer Amplifier Simplified Schematic 


BUFFER AMPLIFIER OUTPUT STAGE CON- 
SIDERATIONS 

The AD536A/AD636/AD637 buffer amplifier does 
not employ the usual Class AB complementary out- 
put stage but uses a Class A emitter follower output 
instead (see Figure 70). This allows the output volt- 
age to swing fully to ground during single supply op- 
eration as an output buffer. 


However, when using this amplifier as an input buf- 
fer, steps must be taken to insure an adequate nega- 
tive output voltage swing. For negative outputs, cur- 
rent must travel through the buffer’s internal emitter 
resistor, Ry. The maximum current that the output 
stage can obtain from the negative supply is therefore 
limited by the value of R,. This in turn limits the 
maximum negative output voltage swing the buffer 
may provide for a given value of load resistance (i.c., 
resistor R, and the load resistance Ry oap forma volt- 
age divider limiting the maximum negative voltage 
output of the buffer). 


Figure 71. The Effect of Reequivaien and Ry 
on the Maximum Output Swing of the 
AD536A, AD636 and AD637 Internal Buffer 
Amplifier 


An obvious way to increase negative output voltage 
swing is to add an external resistor between the am- 
plifier output (a transistor’s emitter) and ~ Vs. Un- 
fortunately, the addition of this resistor (Ry external) 
will increase the buffer amplifier’s quiescent current, 
Therefore, proper operation of the buffer will be a com- 
promise between maximum output voltage swing and 
amplifier quiescent current. 


A 30% overrange below the minimum desired output 
voltage swing is a good rule of thumb, The effective 
Rg between the transistor’s emitter and — Vs is the 
parallel combination of the two resistors Ry and 
Reexternal- 
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Re X Reextermal 
Re + Reestemat 


Thatis: Reettective 


The equation for maximum output swing is: 


Rroap 
Vuax = Vs XR SR oe 
X Reexernl + Ryoap 


Rg + Reexternat 
Combining the two equations: 


external” REVmax + Ri(Vs — Vax) 


This formula may be used for calculating the value 
of the external emitter resistor required, 


An alternative method for determining Re external iS 
to use Figure 72. This should be done after calculat- 
ing the ratio of Vqax/V_suppty for the particular ap- 
plication. The value of Re externat is the point on the 
graph where Vax/V_suppy intersects the value of 
Ru. 


RATIO OF Vreax/Vsurrty 


Tout 
Rexrennat 


Figure 72, AD536A, AD636, AD637 Internal 
Buffer Amplifier - Ratio of Peak Negative 
Output Swing to — Vg vs. Reexternai for Several 
Load Resistances 


Note: The AD637 buffer amplifier is too slow to 
drive its rms section over its entire bandwidth. How- 
ever, it is useful in applications where 100kHz 
bandwidth is adequate and the greater accuracy of 
the AD637 (as compared to the AD536A) is impor- 
tant. The following section of this guide explains the 
special performance requirements demanded of an 
input buffer used with a wide bandwidth rms conver- 
ter such as the AD637. 


AD637 INPUT BUFFER AMPLIFIER 
REQUIREMENTS 

Bandwidth and Slew Rate Limitations 

‘The AD637 is a very high speed rms converter, pro- 
viding up to SMHz bandwidths with 1 volt rms input 
signals. However, with this much bandwidth avail- 
able, serious consideration must be given to the 
choice of the input buffer amplifier if the full high 
frequency performance of the rms converter is to be 
realized. Obviously, an input buffer such as that 
shown in Figure 73 must have a + 3dB bandwidth 
several times greater than that of the rms converter 
to avoid introducing additional errors. This fact is 
usually considered when an input buffer is selected, 


Figure 73. AD637 rms Converter with 
External 4MHz. High Impedance Input 
Amplifier 


and several commonly available amplifiers have ade- 
quate bandwidths to meet this requirement. What is 
most commonly over looked is the fact that the am- 
plifier’s slew rate requirements may be considerable! 
Asan example: 


For an input buffer amplifier driving a SMHz rms 
converter with a sinewave of 1.4 volts peak amplitude 
(1 volt rms), the maximum slew rate required can be 
found: 


V=AnsinoT 
WHERE: V = Instantaneous Voltage 
Am = Peak Amplitude of the waveform 
© = 2nTimes the frequency 
of the input waveform 


T = Period of the input waveform 


A AV 
Since. . . SI 2 s 
since. lew Rate at Then: 


av 
Gp = An © coswT 


Slew Rate 


The maximum slew rate of a sine wave is at the 
origin and at this point coswT =1 
Therefore: 


Maximum Slew Rate = 2¥ = A, @ = 
Viecak (27F) where F = input frequency in Hz 


This means that the maximum slew rate required 
from an amplifier in volts per microsecond will equal 
Vieak times 6,28 times the input frequency in 
megaHertz. For the example given above: 


Maximum Slew Rate required will equal 1.4 volts 
times 6.28 times 5 megaHertz or 44 volts per 
microsecond. 

For a three volt rms input level, the maximum 
slew rate required would be 133 volts per micro- 
second, 


Figure 74 displays the full range of minimum slew 
rate required for a sine-wave input of up to 7 volts 
rms applied. This may be used for roughly calculat- 
ing input buffer requirements. 
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Figure 74. Minimum Slew Rate Required 
from an Input Buffer Amplifier Driving a 
5MHz rms Converter in Volts/Microsecond 


Figure 75 shows the actual —3dB bandwidth of the 
circuit of Figure 73. Note that up to approximately 
400mV this circuit is bandwidth limited by the 
bandwidth versus input characteristics of the rms 
converter; above this level, however, the slew rate 


limitations of the 30V/ys input amplifier limit the 
overall bandwidth of the system. Peak bandwidth for 
this circuit occurs where converter bandwidth is high 
and where the input amplifier is still slewing 
adequately. 


10v 
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Figure 75. AD637 with AD381 Input Buffer 
Amplifier —3dB Bandwidth vs. Input Level 
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A final consideration regarding input amplifier slew- 
ing rate: the amplifier must slew symetrically, thatis, 
go as fast in the negative direction as in the positive, 
otherwise the slew rate in the slower direction will 
limit overall bandwidth. It is especially important to 
avoid using some common bifet amplifiers whose 
slew rates vary as much as 2 to 1 thus making them 
unsuitable for this high speed application. The 
AD381 operational amplifier is a good example of the 
type of amplifier which should be used ahead of an 
rms converter as an input buffer; it has symmetrical 
slew rate characteristics, a high slew rate, adequate 
bandwidth, good de specifications, and it is a low 
noise device. 


Buffer Amplifier Frequency Compensation 

Input buffer amplifiers that are externally compen- 
sated should be carefully “tweeked” for the best pos- 
sible square-wave response since overshoot, ringing, 
and other instability problems in op amps will cause 
peaks in the bandwidth characteristics of these 
amplifiers. 


APPENDIX C 


COMPUTER PROGRAMS FOR COMPUTING 
COMPUTATIONAL ERRORS, OUTPUT RIPPLE, 
AND 1% SETTLING TIME FOR RMS CONVERTERS 


Introduction For the one pole filter case, output values using C2 
Rather than use filter charts or formulas, many equal to 2,2 times Cay and 3.3 times Cay will be 
people may prefer to use a computer program to per- automatically printed out when the one pole filter 
form calculations. The following programs have case is selected. For the two pole filter, capacitors C2 
been written for the Apple II Computer. The first and C3 are both set equal to 2.2 times Cay. 


calculates values of dc error, ripple, and averaging ‘The geond coenptioe: petmornt exlealatesttiie cel 
error for each of the three basic connections (i.e., 


settling time for each connection using the values of 
Cay only, one pole post filter, two pole sallen-key Cay,and/or Cpand C3 selected. 
filter). 


PROGRAM #1 


RMS CONVERTER RIPPLE/ERROR PROGRAM 


10 

30 DREW WHEELER 

40 z bereits RMS CONVERTERS 

50 (20) ,42(20 

60 ROR/RIPPLE PROGRAM" 

70 wee": PRINT 

80 

90 

100 .0245:PL = 0 

110 * 1:64 = 2 

120 OHMS, ADJUSTED SO CAP VALUES ARE IN UF; PL= 

130 OUTPUT FILTER ? GOSUB 560 

140 THIS A_1 OR 2 POLE FILTER ? ";PL 

145 " ICATED FOR C2 AND C3 ARE FOR THE AD637 AND A 

146 I ALUES FOR THESE CAPACITORS MUST BE" 

147 INT OUNT SHOWN FOR, THE a % RIPPLE AND ERROR" 

160 B(§) 5 1 eT ES ECS) © 29)):RD = E(S): GOSUB 550 

170 RS} = 50 (tT * 2) * (P(S) * 2))) * 0.5):RD = RCS): GOSUB 
550 :R(S) 

180 ON PL + tC) 

190 REM CAVG s 

210 Rew 1 Po ay 

220 n2G) sik 57 * F(S) * C(2) * M) * 2) * .5:RD = R2(S): GOSUB 

230 R3(S) = R 57 * F(S) * C(3) * M) * 2) * .5:RD = R3(S): GOSUB 
550:R3(S 

240 AE) 2 re jG 848} + E(S): GOTO 290 

260 R3(S) = .R 2 1 / (ML *,0(2)) 7,2 - (12,57 * FCS 
») y 2) By fi ® &c555) bis 3 2 35 


-45- 


BRE WOW BLEU BEEEEK 


+ 
— Som VOGEOSS aia GE G RHO Sew UEe KHObeY 
© Soo coseses Soo So S Soo Soo SE00 SocesO 


2 OUH Buu BEE PE 


RRR REEEE EE HEE omuoUsunE 
SSS SemISGUr LHrooSCOSoSOO 


BUF SO00060 Sooo 


RRR 


BORE 
S300 


RD = R3(S); Sosue gp07B Ks) = RD 
AV(S) = R3(S) + E(S 
NEXT $ 
X_=,2: GOTO 320: REM PRINTOUT RESULTS 
Pre 1: PRINT ,CHRS (29): REM CTRL SHIFT M, FOR IDS 440, 10 cHAR./“* 
HOME 2 PRINT "OUTPUT RIPPLE AND AVERAGING’ ERROR ARE": PRINT "CALCULA 
T 0 
ON PL + 1'G 1350360 
NLY": GO 


PRINT C15" U 370, en 
PRINT "C= "3C(C4);"UF, CAV= "3G. s"UF®: GoTo 370 
eS "2 POLE SALLEN-KEY FILTER": PRINT "C2 ARD C3 ="50(2);" UF, CAV 


PRINT : PRINT “FREQUENCY DC ERROR RIPPLE AVG ERROR" 


FOI = 1 TO SAMPLES 
BS = sTRS (F(S)) +" HZ":B = 10 - LEN (B$):B2$ = STRS (E(S)) + "x" 
:B2 = 10 - LEN (B25) 
OW PL 4,1 COTO 410,420 ,440 
B3$ = STRS (R(S)) + "Z*:B4S = stys (Ay(S)) + "2": GOTO 429 
Ey = 2 THEN B3S = “STRS (R2(S)) + "Z":B4S = “sTRS (AV(S)) + "Z": GOTO 
Ha = 3 THEN B3$ = STRS (R3(S)) + "Z":B4$ = STRS (A2(S)) + "% 
B3$ =  sSTRS ae feee + "Z":B4S = STRS suse)? ry hid 
Be 10 - LEN (B3$): PRINT BS; SPC( B);B2S; SPC( B2);B3$; SPC( B3);B 
NE: 
IF > 1 OR C4 < > 2 THEN 520 
BR PRINT : PR# O: PRINT "HIT ANY KEY TO CONTINUE": GET AS:C4 = 
Go 
PR #0: PRINT "TRY OTHER VALUES ? ";: GOSUB 560 
itstoge?s toto Bs 
D tRb°# To 
GE 2:,,1F 
IF "y"" THE! 
PR : RETURN 

22,4,10,20,40,60,100,200,400,1000 

&cé OF DATA CONTAINS AMOUNT OF SAMPLES TO BE READ (20 MAX) 


DER OF DATA IS FREQUENCY IN HZ 


PROGRAM #2 


RMS CONVERTER COMBINED SETTLING TIME PROGRAM 


REM FROM ANALOG DEVICES S$ 
REM WRITTEN BY CHARLES K 
REM PROGRAM TO CALCULATE 
PRINT "S8RRRRRRERER RS RR ERE 
PRINT SPC( 11);"AD637" 


HOME : PRINT "COMBINED SETTL 
PRINT "*#RRERARERRR EERE EERE 


INPUT "ENTER C2 VALUE (no ¢ 


EELER MARCH 22,°83 
INEWAVE BURST 


ok 


IR 


NPUT "ENTER VALUE OF C3 (N se 

s(1) = .025 * cav ® 4. 

Bt2) = BOR ( (801) 2) + 26} 2 22) 

B(3) 5, SR ((8t1) * 2) + 6) * 2) + ((,024 * C3 * 4.6 
FOR A= 1 T0 3:s(A) = IN ) + .5) / 10000: NEXT 
PRINT OTHE SETTLING TIMES bi T 

PRINT S(1);" SECONDS FOR CA’ 

IF C2 = 0 B40 ow 

PRINT : P, S(2);" SECONDS FOR CAV & C2" 

PRINT : 1 = 0 tHEN 21 

PRINT S(3 SECONDS FOR CAV AND": PRINT “ 2 POLE SALLEN-KEY FILTER. 
PRINT ; “NOTE: " 

PRINT "TH ALUES ARE FOR THE AD637 AT ALL INPUT SIGNAL LEVELS" 
PRINT "HOWEVE E_AD536A AND AD636,SETILING TIME INCREASES AT L 
OW LEVELS INCREASE BEGINS AT INPUT LEVELS BELOW, 200NV FOR THE A 
D536A AND BELOW 80 MV WHEN USING THE AD636" 

PRINT : Pi PERFORM ANOTHER CALCULATION ? "3: 

IF a3 a0 PRINT "YES": GOTO 80 

IF aS ¢ PRINT : GOTO 210 

PRINT " 


: GOTO 
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